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A.  INTRODUCTION 


The  overall  objective  of  this  project  was  to  im  plement  a  dual-modality  single  photo  n  emission  computed 
tomography  (SPECT)  and  x-ray  computed  ma  mmotomography  (CmT)  system  for  the  detection  and  staging  of 
breast  cancer,  monitoring  of  treatment  therapies,  and  improving  surgical  biop  sy  guidance.  The  sequen  tial 
acquisition  with  emission  (nuclear)  and  transmission  (x-ray)  3D  ima  ging  systems  can  a  id  in  localizing  the 
radioactive  uptake  of  a  tumor  from  the  emission  image  by  using  the  anatomical  structure  from  the  transmission 
image.  In  th  is  third  and  final  year,  CmT  scatter  correction  was  implemented  to  help  in  characterizing  differe  nt 
materials  in  vivo  in  th  e  CmT  reconstructed  images  based  on  absolute  attenu  ation  values.  Attenuation 
correction  of  SPECT  images  was  also  initiated.  Different  attenuation  maps  were  compared  by  measuring  SNR, 
contrast,  and  quantification  of  radiotracer  uptake.  Other  as  pects  of  the  training  program  were  accomplished 
including  the  publication  of  two  first  author  ma  nuscripts  in  a  peer-reviewed  journal,  presentations  at  various 
local  and  international  conferences,  and  writing  of  the  PhD  dissertation. 


B.  BODY 

The  Statement  of  Wor  k  along  wit  h  the  origin  al  project  timeline  is 
attached  in  Appendix  A  of  this  Progress  Report.  In  the  following  sections, 
the  remaining  tasks  for  Year  3  are  discussed.  As  a  reference,  Figure  1  is 
a  photograph  of  the  current  dedicate  d  dual-modality  SPECT -CmT  breast 
scanner  with  a  customized  patient  bed. 

Task  2:  Optimize  CmT  system  by  applying  corrections  to  improve 
image  quality 

Task  2(b):  CmT  Scatter  Correction 


Due  to  the  complexity  of  this  task,  th  is  work  was  started  in  Year  2.  Based  on  preliminary  studies  that  were 
accomplished  in  Year  2,  a  final  design  of  the  beam  stop  array  (BSA)  was  drawn  up  and  built  at  the  mach  ine 
shop.  The  BSA  was  a  10x10cm  a  crylic  plate  with  2mm  d  iameter  lead  beads  arranged  in  a  square  pattern, 
spaced  0.5cm  apart  (F  igure  2).  This  BSA  was  attached  to  the  front  of  the  collimator  housing,  which  was 
approximately  15cm  from  the  x-ray  focal  spot,  during  a  CmT  acquisition  such  that  the  amount  of  scatter  in  the 
object  could  be  measur  ed.  The  the  ory  behind  t  his  method  is  that  any  incident  x-ra  ys  striking  a  lead  ba  II  at 
36keV  (i.e.  photon  energy  of  the  quasi-monochromatic  x-ra  y  source  used  by  this  system)  would  be  completely 
stopped  before  reaching  the  detector.  Consequently,  the  measured  value  in  the  shadow  behind  this  beam  stop 
should  be  zero  (except  for  a  small  DC  offset  from  the  digital  detector).  However,  due  to  the  presence  of  scatter, 
the  detected  quantity  is  greater  tha  n  zero  +  DC  offset.  Th  erefore,  any  signal  dete  cted  behind  this  beam  stop 
can  be  assumed  to  be  primarily  due  to  scatter.  For  acquisitions  without  the  BSA,  this  plate  was  replaced  with  a 
clear  10x10cm  acrylic  plate  to  provide  an  equal  amount  of  attenuating  material  as  when  the  BSA  was  in  place. 

The  scatter  algorithm,  written  in  MATLAB  ( The  Mathworks,  Inc., 
Natick,  MA),  was  extended  to  measure  the  scatter  from  a  single  projection 
to  all  240  projections  (#  of  projections  acqu  ired  from  a  360°  CmT 
acquisition).  A  flow  chart  is  presented  in  Figure  3.  From  a  CmT  projection 
with  only  the  BSA  in  the  FOV,  the  location  of  all  the  lead  beads  was 
found.  In  addition,  for  each  projection,  a  region  containing  only  the  object 
was  automatically  created  by  thres  holding  the  images  using  a  k-mean  s 
algorithm  [1],  The  k-means  algorit  hm  is  a  clustering  alg  orithm  which 
divides  the  pixel  values  into  k  groups  such  that  each  pixel  value  belongs 
to  a  cluster  with  the  nea  rest  mean.  I  n  this  case,  k  was  set  to  2  with  on  e 
cluster  signifying  the  background  and  the  second  cluster  representing  the 
object.  Next,  the  amount  of  scatter  in  all  projections  was  me  asured  using 
images  with  the  BSA  and  object  in  the  FOV.  In  this  step,  an  average 
scatter  value  was  mea  sured  over  a  5x5pixel  ROI  in  each  lead  bead 
localized  in  side  the  ob  ject.  For  e  ach  row  co  ntaining  the  lead  bead  s,  the  average  scatter  values  were 
extrapolated  using  a  cubic  spline  to  obtain  a  single  scatter  measurement  near  the  boundaries  at  both  ends  of 


FIGURE  1 :  P  hotograph  of  SPECT-CmT 
dedicated  breast  scanner  with  a  customized 
patient  bed.  A  rrows  illustrate  the  s  ystem 
movement. 


4 


the  object.  This  was  repeated  for  each  column  with  the  lead  beads.  After  the  extrapolation  along  each  row  and 
column  was  completed,  a  2D  cubic  spline  interp  olation  was  done  to  obtain  a  2D  scatter  profile  over  the  ent  ire 
projection  image.  This  profile  was  subtracted  from  projection  images  without  the  BSA  to  obtain  final  projection 
images  with  minimal  scatter  [2], 


Acquire  m  projections  without  BSA  Acquire  n  projections  with  BSA  to  measure  scatter  spatially 


Interpolate  scatter 
angularly  using 

1  3D  cubic  spline 


\ 


Fully  3D 

reconstruct  image 
using  OSTR 


FIGURE  3:  Flow  chart  of  the  algorithm  used  to  correct  for  CmT  scatter.  The  black  triangle  found  in  the  bottom  left  of  each  CmT  projection  is  the  edge 
of  the  SPECT  camera. 
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In  addition,  this  algorithm  was  written  such  that  scatter  measurements  could  be  o  btained  from  only  a  fe  w 
projections  or  from  all  240  projections.  In  this  case,  after  the  2D  scatter  profiles  for  6  evenly  spaced  projections 
were  measured,  a  3D  cubic  sp  line  interpolation  between  the  measured  azimuthal  angles  was  performed  to 
obtain  the  2  D  scatter  maps  for  all  projections.  The  importance  of  thi  s  flexibility  in  th  e  algorithm  is  that  scatter 
measurements  should  not  be  obtained  for  all  240  projections,  since  t  hat  would  double  the  a  mount  of  dose 
given  to  the  patient.  So,  this  algorithm  was  also  tested  on  far  fewer  numbers  of  projection  views. 

This  scatter  technique  was  implemented  on  CmT  acquisitions  wit  h  the  goal  of  enhancing  image 
visualization  and  characterizing  different  materials  in  vivo  based  on  absolute  attenuation  values  measured  from 
the  reconstructed  images.  An  oral  presentation  for  this  work  will  be  given  next  month  at  the  2010  SPIE  Medical 
Imaging  Conference  (Appendix  B).  For  this  q  uantitative  study,  a  multi-material  rod  phant  om  and  hu  man 
cadaver  breast  were  scanned  (Figure  4).  A  previously  acquired  human  volunteer  study  was  retrospective!  y 
scatter  corrected  as  described  below  (Note  that  clinical  patient  scanning  was  approved  by  the  Duke  University 
Medical  Center  Institutional  Review  Board  (IRB  )  and  informed  writ  ten  consent  was  obtained  from  the 
volunteer).  Actual  attenuation  coefficient  values  of  all  the  materials  are  presented  in  Table  I.The  multi-material 
rod  phantom  was  also  custom  built  at  the  ma  chine  shop.  It  contained  five  different  materials:  acrylic,  delrin, 
polyethylene  (PE),  and  fat-equivalent  and  glandular-equivalent  plastic  rods  (  Computerized  Imaging  Reference 
Systems,  Inc.,  Norfolk,  VA).  Each  rod  had  a  le  ngth  and  diameter  of  4.  5cm  and  1. 9cm,  respectively,  and  t  he 
rods  were  arranged  in  a  pentagon  al  pattern.  An  earlier  study  showed  that  the  f  at-equivalent  and  gland  ular- 
equivalent  phantoms  available  by  CIRS  have  very  similar  composition  and  attenuation  coefficients  to  actual  fat 
and  glandular  tissue  [3],  This  phantom  was  pla  ced  in  a  water-filled  cyli  nder  with  an  inner  length  and  diameter 
of  5.6cm  and  8.2cm,  respectively. 

The  whole  cadaver  breast,  obtained  from  a  48-year  old 
woman,  wa  s  placed  in  a  breast  shaped  shell  (nipple-to-chest 
distance  of  ~7cm,  medial-to-lateral  distance  of~16cm,  and 
superior-to-inferior  dista  nee  of  ~18  cm).  Prior  to  imaging,  the 
cadaver  bre  ast  was  fastened  by  clips  to  the  b  reast  shell  and 
refrigerated  overnight.  The  next  day  the  cadaver  breast  was 
defrosted  before  imaging  with  the  CmT  sub-system. 

The  human  volunteer  data  was  from  a  54yr  old,  96kg  patient 
with  biopsy  confirmed  ductal  carcinoma  in  situ  (DCIS)  anterior  to 
her  chest  wall.  The  dimensions  of  her  breast  were  nipple-to- 
chest  d  istance  of  ~7.  5cm  and  superior-to-in  ferior  dista  nee  of 
~1 1.5cm.  As  mentioned  in  the  previous  paragraph,  since  the 
BSA  was  not  implemented  at  the  time  of  the  patient  study,  a 
post-acquisition  scatter  correction  was  performed  to  approximate 
the  amount  of  scatter  pr  esent  in  the  images  obtained  from  the 
patient’s  breast.  This  was  done  by  first  acquiring  a  360°  data  set 
of  a  breast  phantom  filled  with  water  with  the  CmT  sub-system 
with  and  wi  thout  the  BSA.  Scatter  images  ob  tained  with  this 
phantom  at  0°,  40°,  80°,  120°,  160°,  and  200°  were  scaled  and 
registered  t  o  the  projections  of  th  e  patient’s  breast  at  t  hese 
same  angles.  Using  these  six  scaled  and  registered  scatter  projections,  the  amount  of  scatter  for  the  rest  of  the 
projections  was  calculated  using  3D  cubic  spline  interpolation  as  described  previously. 


FIGURE  4:  (  Top)  Photog  raph  of  the  multi-mat  erial  rod 
phantom  with  s  chematic  illustrating  the  location  of  the 
different  materi  als.  (Bottom)  Photograph  of  a  human 
cadaver  breast  placed  in  a  shell  shaped  as  a  breast. 
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TABLE  1 :  Narrow  beam  attenuation  coefficient  values  (in  cm'1)  of  the  materials  in  the  multi-material  rod  phantom  and  cadaver  breast  spline 

interpolated  to  36keV 


Material 

Attenuation 

coefficient 

Acrylic3  0.313 

6 

Delrin3  0.349 

0 

Ductal  Carcinoma  (Breast  Tissue)0 

0.3102 

Fat  (CIRS)15  0.230 

5 

Fat  (Breast  Tissue)0  0.228 

4 

Glandular  (CIRS)b 

0.3037 

Glandular  (Breast  Tissue)0 

0.3009 

Polyethylene3 

0.2285 

Water3 

0.3130 

a  NIST  table  of  x-ray  mass  attenuation  coefficients  [4] 
b  Byng,  Mainprize,  and  Yaffe  [3] 
c  Johns  and  Yaffe  [5] 

Contrast  and  attenuation  values  were  calculat  ed  for  the  different  materials  alon  g  with  line  profiles  and 
image  histograms.  In  addition,  the  reconstructed  images  were  “flattene  d”  according  to  [6,  7]  t  o  reduce  a  ny 
remaining  non-un  iformity. 

Line  profile  s  of  the  multi¬ 
material  rod  phantom  are 
shown  in  Figure  5  to  illustrate 
that  after  scatter  corr  ection 
and  post-reconstr  uction 
flattening,  the  contrast 

improved  between  the 
different  materials  an  d  the 
attenuation  values  were 
aligned  clo  ser  to  their  actual 
ones.  Measured  atten  uation 
values  had  a  less  th  an  8% 
error  from  actual  atten  uation 
coefficients  after  only  applying  scatter  correction  (Table  2).  This  was  very  similar  to  values  that  were  obtained 
using  a  narrower  fan-beam-like  geometry,  which  in  theory,  should  have  far  less  scatter  in  the  final  images. 

TABLE  2:  Measured  attenuation  coefficient  (in  cm'1)  and  %  error  of  the  different  materials  in  the  multi-material  rod  phantom 


D I STANC  E  {qmj  DISTANCE  (dm ) 


FIGURE  5:  (Left)  Reconstructed  image  of  th  e  multi-material  rod  phantom.  Line  profiles  plotted  through 
(Middle)  aery  lie  and  glandular,  and  (Right)  de  Irin  and  fat  to  illustrate  the  im  proved  contrast  and 
quantification  after  scatter  correction  and  flattening. 


Material 

w/o  Scatter 
Correction 

w/o  Scatter 
Correction  &  w / 
Flattening 

w  /  Scatter 
Correction 

w  /  Scatter 
Correction  & 
Flattening 

c“;  %e™- 

35  %Err°r 

35  %Error 

35  %Error 

Acrylic 

Delrin 

Fat 

Glandular 

PE 

Water 

0.2659  15.2  0.: 

0.3196  8.4  0.3 

0.2121  8.0  0.2 

0.2644  12.9  0.: 

0.2136  6.5  0.2 

0.2658  15.3  0.: 

73  1  12.9 

27  6  6.1 

28  5  0.9 

72  2  10.4 

22  2  2.8 

!67  7  14.4 

0.3079  1.8  0.3 

0.3755  7.6  0.3 

0.2447  6.2  0.2 

0.3110  2.4  0.3 

0.2417  5.8  0.2 

0.3091  1.2  0.3 

20  4  2.2 

95  0  13.2 

31  4  13.4 

19  2  5.1 

51  9  10.2 

15  2  0.7 

Histograms  of  the  reconstructed  images  of  t  he  cadaver  breast  also  showed  how  scatter  correction 
improved  the  distin  ction  between  different  tissu  es  in  the  breast.  In  F  igures  6  and  7,  image  histograms  are 
shown  for  single  coronal  and  sagitta  I  reconstructed  slices.  Due  to  cupping,  the  image  histogra  m  of  the  non¬ 
scatter  corrected  coronal  slice  sho  wed  three  p  eaks  since  t  he  center  appeared  darker  (i.e.  lower  attenuation 
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coefficient)  than  the  edges.  On  the  other  hand,  the  image  histogram  of  the  non-scatter  corrected  sagittal  slice 
incorrectly  showed  only  a  single  peak  when  in  actual  ity  there  shou  Id  have  been  at  least  two  separate 
distributions  since  there  were  two  different  types  of  tissue,  fat  and  glandular,  in  the  slice.  Having  a  single  peak 
makes  it  difficult  to  distinguish  between  the  two  different  tissues,  though  it  can  be  assumed  that  there  were  two 
underlying  distributions  [8].  After  scatter  corre  ction  and/or  post-reconstruction  flattening,  these  images  were 
higher  in  contrast  and  more  uniform  throughout  the  entire  3D  volume  which  made  quantification  of  the  different 
tissues  in  the  breast  possible.  The  p  eaks  representing  glandular  and  fat  in  the  image  histogram  for  the  scatter 
corrected  cases  were  shown  to  be  narrower  and  with  values  that  are  clo  ser  to  the  true  attenuation  value  of  fat 


and  glandular  tissue  [5].  Less  than  10%  error  in  attenuation  value  measurement  of  fat  and  glandular  tissue  was 
measured  after  applying  scatter  correction  (Table  3).  However,  only  applying  the  post-reconstruction  flattening 
technique  to  the  image  s  demonstrated  that  th  e  measured  attenuation  values  did  not  match  it  s  true  value  s, 
indicating  the  importance  of  implementing  scatter  correction  for  more  accurate  quantification. 


-w/o  Correction 
&  w/  Flattening 
w /  Correction 
&  Flattening 


SSo322oo2ooooo 
ATTENUATION  COEFFICIENT  (cm1) 


oooooooooooooooo 

ATTENUATION  COEFFICIENT  (win  ’) 

FIGURE  6:  Reconstructed  coronal  slice  of  the  cad  aver  breast  (Left)  without  and  (2nd  to  the  Left)  with  scatter  correction.  (Right)  Imag  e  histograms  of 
part  of  this  slice  (indicated  by  the  white  circle)  were  obtained.  Three  peaks  are  seen  for  histogram  without  scatter  correction  due  to  cupping  artifacts, 
which  can  also  be  seen  in  the  image  (i.e.  darker  in  the  center  than  the  edges). 


ATTENUATION  COEFFICIENT  (cm  ’)  ATTENUATION  COEFFICIENT  (cm*1) 


FIGURE  7:  Reconstructed  sagittal  slice  of  the  cadaver  breast  (Left)  without  and  (2nd  to  the  Left)  with  scatter  correction.  Note  that  in  the  image  without 
scatter  correction,  the  entire  cadaver  breast  cannot  be  seen.  (  Right)  Image  histograms  of  part  of  this  slice  (indicated  b  y  the  white  circle)  were 
obtained.  Only  a  single  peak  is  seen  in  the  histogram  without  scatter  correction. 


TABLE  3:  Measured  attenuation  values  (in  cm'1)  and  %  error  for  fat  and  glandular  for  reconstructed  images  of  the  breast  of  the  human  cadaver  and 

human  volunteer 


w/o  Scatter 
Correction 

w/o  Scatter 
Correction  &  w / 
Flattening 

w/  Scatter 
Correction 

w/  Scatter 
Correction  & 
Flattening 

Material 

Atten  % 

Coef  Error 

Atten  % 

Coef  Error 

Atten  % 

Coef  Error 

Atten  % 

Coef  Error 

Cadaver 

Breast 

Coronal 

Fat 

Glandular 

0.1873  18.0  0.: 

0.2148  28.6  0.: 

>11  4  7.4  0.2 

230  4  23.4  0.: 

32  1  1.6 

279  3  7.2 

0.2498  9.4 

0.2960  1.6 

Sagittal 

Fat 

Glandular 

0.2025  11.3  0. 

0.2223  26.1  0.: 

196  5  14.  0  0.: 

224  1  25.5  0.: 

>36  3  3.5 

>72  0  9.6 

0.2407  5.4 

0.2798  7.0 

Patient  C( 

>ro  nal 

Fat  0.19£ 

Glandular  0. 

;  6  13.0 

227  5  24.4 

- 

0.2270  0.6 

0.2832  5.9 

- 

Using  the  cadaver  brea  st,  scatter  p  rejections  were  also  measured  from  two  different  sets  of  6  uniforml  y 
distributed  angles:  one  set  using  0°,  60°,  120°,  180°,  240°,  and  300°,  and  the  second  set  using  45°,  105°,  165°, 
225°,  285°,  and  345°.  Results  showed  that  there  was  no  de  pendency  or  effect  on  which  set  of  6  angles  were 
chosen  for  scatter  measurements  since  both  sets  gave  sim  ilar  results  to  each  o  ther,  and  importantly,  to  t  he 
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data  set  that  used  all  240  projections  to  measure  scatter.  During  a  procedure,  scatter  measurements  could  be 
obtained  before  the  sea  n  when  a  fe  w  scout  images  are  acq  uired  to  assure  that  the  breast  is  at  the  center  of 
rotation  (COR)  or  they  could  be  obtained  during  the  acquisition  itself  with  the  BSA  moved  into  place  when  the 
system  is  at  a  specific  angle.  A  previous  study  [9]  had  shown  that  with  the  CmT  system  in  which  the  central  ray 
of  the  cone- beam  is  alig  ned  with  the  COR,  up  to  60°  of  projection  data  can  be  removed  from  t  he  entire  360  ° 
scan  with  minimal  distor  tion  and  de  gradation.  Hence,  it  can  be  inferred  that  taking  out  six  projection  imag  es 
from  the  entire  scan  will  not  harm  the  resolution  or  image  quality. 

Another  quantification  study  was  done  with  a  h  uman  volunteer,  post  hoc,  in  which  scatter  measurement  s 
were  not  taken  during  acquisition,  since  the  BSA  was  not  implemented  at  the  time  of  this  sea  n.  Results  were 
promising  in  that  the  contrast  and  attenuation  quantification  between  fat  and  glandular  improved  (Figure  8).  A 
less  than  6%  error  from  actual  att  enuation  values  for  fat  a  nd  glandular  tissue  seems  to  have  been  measured 
(Table  3).  However,  the  addition  of  artifacts  in  the  sea  tter  correct  ed  reconstr  ucted  images  could  caus  e 
misinterpretation.  Therefore,  it  is  still  considered  necessary  to  implement  scatter  correction  using  the  proposed 
BSA  method  individually  for  each  patient. 


— Correction 
— Correction 


l 


0  50  100  150  200  250 
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FIGURE  8:  Reconstructed  coronal  slice  of  the  patient’s  breast  (Left)  without  and  (2nd  to  the  Left)  with  scatter  correction.  White  arrows  point  to  artifacts 
seen  only  in  the  images  w  ith  scatter  correction.  (2  nd  to  the  Right)  A  line  profile  taken  through  the  slice  (indicated  by  the  white  hash  marks)  shows 
improved  contrast  after  scatter  correction.  (Right)  An  image  histogram  obtained  of  the  entire  slice  with  and  without  scatter  correction. 


This  study  showed  that  minimizing  beam  hardening  and  correcting  for  scatter  can  reduce  cupping  artifacts, 
improve  intrinsic  materia  I  contrast,  and  attain  pixel  values  closer  to  the  actual  attenuation  value  of  a  material. 
Results  showed  that  scatter-corrected  data  yielded  attenuation  values  within  10%  (range  from  0.0  to  9.6%)  to 
the  actual  attenuation  coefficients  (Table  2  and  3). 

Task  3:  Evaluate  SPECT  system  for  quantification  measurements  of  lesion  activity 

Task  3(a):  Investigate ,  implement,  and,  compare  two  attenuation  correction  methods  (i.e.  uniform  attenuation 

distribution ,  CmT-based  attenuation  distribution )  to  apply  to  SPECT  data 

AND 

Task  3(b):  Perform  SPECT_  quantification  measurements  incorporating  ajj  corrections  using,  phantoms  and 
lesions  with  known  concentration  activity 

Two  different  types  of  SPECT  attenuation  corrections  were  compared:  uniform  and  CmT-based  distribution 
[10,  11],  In  the  uniform  distribution,  a  uniform  attenuation  correction  (0.1537cm"1  which  is  the  attenuation  value 
of  water  at  140keV)  was  assumed  within  the  object.  Two  uniform  attenuation  masks  were  obtained  separately 
from  SPECT  and  CmT  .  For  the  CmT-based  d  istribution,  t  he  scatter  corrected  CmT  reconstructed  images 
acquired  at  a  mean  energy  of  36keV  were  translated  and  rotated  relative  to  the  140keV  acquired  SPECT  data 
[12-14],  This  was  done  by  aligning  the  external  fiduc  ial  markers  seen  in  both  SPECT  and  CmT  reconstructed 
data  using  AMIDE.  To  obtain  the  a  ttenuation  map  at  140  keV,  the  CmT  images  were  scaled  by  the  ratio  of 
attenuation  coefficients  of  water  at  SPECT  and  CmT  energies,  140keV  and  36ke  V,  respectively.  Using  t  he 
NIST  table  of  x-ray  mass  attenuation  coefficients,  the  attenuation  coefficients  at  140  and  36keV  for  water  were 
0.1537  and  0.3130,  respectively,  to  give  a  ratio  of  0.4911  [  4],  As  seen  in  Table  1,  water  and  glandular  tissue 
are  very  similar  in  attenuation  value.  Another  attenuation  map  at  140  keV  was  also  obtained  by  scaling  th  e 
images  by  t  he  ratio  of  attenuation  coefficie  nts  of  fat,  0.6370.  All  attenuation  maps  were  integrated  into  the 
reconstruction. 
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SPECT  attenuation  correction  was 
done  on  the  same  patie  nt  mentioned  in  the 
previous  se  ction.  She  was  injecte  d  with 
17.8mCi  (6  60MBq)  of  "mTc-sestamibi  and 
a  10  minute  SPECT  scan  was  performed 
using  a  PROJSINE  15-45  “trajectory 
specifically  constructe  d  to  contour  her 
breast,.  Figure  9  presents  the  fused  images 
(this  had  be  en  shown  in  Year  2’s  pr  ogress 
report).  Fin  al  CmT  reconstructed  images 
showed  the  location  of  the  biopsy  clip  ju  st 
anterior  to  the  chest  wall.  Howe  ver,  the 
SPECT  images  show  ed  that  there  were 
signs  of  T c99m-sestarnibi  uptake  anterior  to  the  biopsy  clip  signifying  a  suspicious  lesion  in  this  patient  (Figure 
9).  This  lesion  was  DCIS,  as  confirmed  b  y  surgical  excision.  SNR  and  contrast  measurements  were  taken  in 
this  area  using  the  different  attenuation  maps  (Table  4). 


Coronal  Trans  verse  Sagittal 


FIGURE  9:  Fused  SPECT-CmT  reconstructed  slices  of  a  breast  c  ancer  patient  (54yrs, 
96kg).  Green  hashmarks  indicate  radiotracer  uptake  by  the  surgically  confirmed  lesion. 
Above  this  area  is  a  previou  sly  placed  biops  y  clip  (shown  by  the  white  arrow).  Bright 
areas  above  breast  are  radiotracer  uptake  by  heart  and  liver. 


TABLE  4:  SNR  and  contrast  measured  using  various  attenuation  maps 


Attenuation  Map 

SNR 

Contrast 

None  0.02 

0.07 

SPECT  Uniform  Mask 

0.70 

2.30 

CmT  Uniform  Mask 

0.59 

1.96 

Non-scatter  corrected  CmT  scaled  to 

n  qq 

140keV  using  water 

U.oo 

l  .UO 

Non-scatter  corrected  CmT  scaled  to 

140  keV  using  fat 

0.45 

1.47 

Scatter  corrected  CmT  scaled  to 

n 

140keV  using  water 

U .  jO 

1  .  1  0 

Scatter  corrected  CmT  scaled  to 

140  keV  using  fat 

0.49 

1.63 

As  expected  the  SNR  and  contrast  improved  when  applyi  ng  an  attenuation  map  to  the  rec  onstructed 
images.  However,  a  range  of  SNR  and  contrast  measurements  were  found  for  the  different  types  of  attenuation 
maps  used.  The  SPECT  uniform  map  gave  t  he  highest  SNR  and  c  ontrast  which  could  likely  be  due  to  the 
mask  created  from  SPECT  images  consisting  of  a  larger  breast  volume  than  that  from  the  CmT.  As  illustrated 
in  Figure  9,  unlike  the  CmT  images,  SPECT  could  “see”  into  the  chest  wall,  hence  giving  a  larger  attenuation 
volume  that  could  be  used  in  the  reconstruct  ion.  The  scatter  corrected  CmT  -scaled  attenuation  map  did 
improve  the  SNR  and  c  ontrast  in  the  SPECT  i  mage.  However  results  varied  with  which  scale  ratio  (water  or 
fat)  was  ch  osen.  An  ar  ea  having  a  higher  atte  nuation  value  indicates  a  higher  pe  rcentage  of  the  photon  t  o 
change  dire  ction  resulting  in  a  po  ssible  missed  count.  T  herefore,  when  scaling  the  image  s  by  the  ra  tio 
calculated  from  fat,  the  measured  attenuation  values  in  the  CmT  images  were  hig  her  than  wh  en  the  images 
were  scaled  by  the  ratio  calculated  from  water  resulting  in  a  higher  SNR  and  contrast. 

Based  on  a  SPECT  quantification  scheme  t  hat  was  implemented  in  our  lab  in  which  I  was  also  a 
collaborator  and  co-aut  hor  (Appendix  C),  the  uptake  of  th  e  whole  bre  ast  was  a  Iso  measured  for  the  different 
attenuation  maps  (Table  5).  In  the  literature,  it  has  been  shown  that  the  uptake  in  the  breast  is  about  0.02-0.07 
pCi/mL  when  assaying  the  tissues  t  hemselves  [15].  Without  attenuation  correction  of  the  imag  es,  the  value  is 
below  this  range.  However,  for  all  other  attenuation  masks,  the  values  ranged  from  0.019-0.024  pCi/mL.  Since 
this  breast  has  a  higher  fat  than  gl  andular  distributions,  it  can  be  concluded  that  the  map  obt  ained  using  the 
ratio  with  fat  may  be  closer  to  a  ctual  values.  More  work  needs  to  be  done  to  definitively  validate  t  his 
conclusion. 
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TABLE  5:  Mean  value  of  radiotracer  uptake  in  the  patient’s  breast 


Attenuation  Map 

Mean  Uptake 
(pCi/mL) 

None  0.012 

SPECT  Uniform  Mask 

0.029 

CmT  Uniform  Mask 

0.024 

Non-scatter  corrected  CmT  scaled  to 
140keV  using  water 

0.019 

Non-scatter  corrected  CmT  scaled  to 

140  keV  using  fat 

0.022 

Scatter  corrected  CmT  scaled  to 
140keV  using  water 

0.020 

Scatter  corrected  CmT  scaled  to 

140  keV  using  fat 

0.024 

Future  work  needs  to  be  done  in  scaling  the  CmT  data  to  140keV  to  improve  attenuation  correction  and 
quantification.  One  possible  method  that  could  b  e  done  would  be  to  first  segment  the  CmT  reconstructed  data 
separately  into  fat  and  glandular  [16].  Each  of  the  two  areas  could  then  be  scaled  by  a  different  ratio.  Fat  would 
be  scaled  by  0.6370  and  glandular  would  be  scaled  by  0.5068  to  obtain  attenuation  values  at  140keV. 

Task  4:  Complete  other  aspects  of  the  breast  cancer  training  program 

Task  4(b):  Publish  work  in  journals 

Two  first  author  papers  were  published  in  peer-reviewed  journals  in  Year  3.  One  was  on  the  modulation 
transfer  function  (MTF)  measurements  made  with  3D  SPECT  which  was  published  in  the  IEEE  Transactions  of 
Nuclear  Science  (attached  in  App  endix  D).  The  second  paper  was  on  the  effe  ct  of  cone-b  earn  tilted  CmT 
source  on  distortion  and  artifacts  in  images  which  was  published  in  Physics  in  Medicine  and  Biology  (Appendix 
E).  Other  first  author  papers  that  are  still  in  the  works  include  MTF  measurements  with  3D  CmT  (submitted  to 
Medical  Physics)  and  quantification  of  materials  in  vivo  using  absolute  attenuation  coefficients  (to  be  submitted 
to  Academic  Radiology).  Over  the  duration  oft  his  grant,  ni  ne  conference  proceedings  have  been  publish  ed 
and  twelve  presentations  have  been  given. 

Task  4jc}±  Attencj  and_  present  at  local  conferences 

At  the  end  of  October,  I  presented  at  the  Breast  Imaging  Scientific  Symposium  at  UNC.  My  topic  was  on 
“3D  Molecular  Breast  Imaging  Using  Dedicated  SPECT  -CT”.  At  this  conference,  it  was  also  great  to  get  a  n 
overview  of  other  breast  imaging  modalities. 

Task  4(d):  Attend  ancj  present  at  intemtjgnal  conferences 

I  will  be  presenting  at  t  he  upcoming  2010  SPIE  Medical  Imaging  Conference  on  ‘Development  of  in  vivo 
characterization  of  brea  st  tissues  t  hrough  absolute  attenuation  coefficients  using  dedicated  cone-beam  CT” 
(Appendix  B). 

Task  4(e):  Prepare  thesis  and  defend 

I  am  currently  working  on  writing  and  putting  t  ogether  my  thesis.  I  h  ope  to  defend  within  the  next  few 
months. 


C.  KEY  RESEARCH  ACCOMPLISHMENTS 


From  the  original  proposed  Statement  of  Works,  Tasks  2-4  were  completed  in  Year  3. 

•  Built  a  beam  stop  arra  y  to  measure  scatter,  and  wrote  th  e  code  to  implement  s  catter  correction  for  all 
projections  collected  with  the  CmT  system. 

•  Performed  a  study  on  CmT  quantification  of  materials  in  vivo  based  on  attenuation  coefficient  values  in 
the  reconstructed  images.  This  work  will  be  pre  sented  at  the  2010  SPIE  Medical  Imaging  Conference 
(Appendix  B). 

•  Worked  on  attenuatio  n  correctio  n  in  SPECT  images  to  improve  SNR,  c  ontrast,  an  d  lesion 

quantification. 

•  Contributed  to  work  on  quantification  in  SPECT  images  which  was  presented  at  the  2009  IEEE  Medical 
Imaging  Conference  (Appendix  C). 

•  Had  manus  cripts  published  in  IEEE  Transactions  of  Nuclear  Science  (Appendix  D)  and  Physics  of 
Medicine  and  Biology  (Appendix  E)  with  others  on  deck  to  be  submitted. 

D.  REPORTABLE  OUTCOMES 

YEAR  3 


Peer-Reviewed  Papers 

P  Madhav,  DJ  Crotty,  RL  McKinley,  MP  Torn  ai.  2009.  “Evaluation  of  tilted  cone-  beam  CT  o  rbits  in  the 
development  of  a  dedicated  hybrid  mammotomograph.”  Phys  Med  Biol.  54(12):  3659-676. 

P  Madhav  ,  JE  Bowsh  er,  SJ  Cutl  er,  MP  Tornai.  2009.  “Characterizing  the  MTF  in  3D  for  a  quantized 
SPECT  camera  having  arbitrary  trajectories.”  IEEE  Trans  Nucl  Sci.  56(3,  Part  1):  661-670. 

P  Madhav,  RL  McKinley,  E  Samei,  JE  Bowshe  r,  MP  Tornai.  “A  multi-wire  techniqu  e  to  characterize  the 
MTF  in  3D  for  computed  mammotomography.”  In  Preparation  to  Med  Phys 

P  Madhav  ,  CM  Li,  MP  Tornai.  “Characterization  of  Breast  Tissue  s  through  Absolute  Attenuation 

Coefficients  using  Dedicated  Cone-Beam  CT.”  In  Preparation  to  Acad  Rad 

Conference  Proceedings 

DJ  Crotty,  RL  McKinley,  P  Madhav,  SJ  Cutler,  MP  Torn  ai.  “Initia  I  in  vestigation  of  novel  trajectories  t  o 
improve  chest  wall  imag  ing  in  a  dedicated  breast  computed  tomography  system.”  Presented  at  the  2009 
SPIE  Medical  Imaging  Conference,  Orlando,  FL,  7-12  Feb.  2009,  and  published  in  Proc.  SPIE:  Physics  of 
Medical  Imaging,  7258:72585L-1-72585L-10. 

KL  Perez,  SJ  Cutler,  P  Madhav,  MP  Tornai.  “Towards  quantification  of  dedicated  breast  SPECT  using  non- 
traditional  a  cquisition  trajectories.”  Presented  at  the  2009  IEEE  Nucl.  Sci.  Symposium  &  Med.  Imaging 
Conference,  Orlando,  FL,  25-31  Oct.  2009  and  to  be  published  in  IEEE  Conference  Record  NSS/MIC. 

Abstracts  and  Presentations 

P  Madhav,  DJ  Crotty,  SJ  Cutler,  KL  Perez,  MP  Tornai.  “3D  Molecular  Breast  Imaging  Using  Dedicated 
SPECT-CT.”  Presented  at  the  2009  Breast  Imaging  Scientific  Symposium,  Chapel  Hill,  NC,  29  Oct.  2009. 

P  Madhav,  CM  Li,  MP  Tornai.  “Development  of  in  vivo  characterization  of  breast  tissues  through  absolute 
attenuation  coefficients  using  dedicated  cone-beam  CT.”  Presenting  at  the  2010  SPIE  Medical  Imaging 
Conference,  San  Diego,  CA,  13-18  Feb.  2010. 
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YEARS  1-2 


Conference  Proceedings 

DJ  Crotty,  P  Madhav,  RL  McKinley,  MP  Tornai.  “Investigating  novel  patient  bed  designs  for  use  in  a  hybrid 
dual  modality  dedicated  3D  breast  imaging  system.”  Pre  sented  at  t  he  2007  SPIE  Medical  Imaging 
Conference,  San  Diego,  CA,  17-22  Feb.  2007,  and  publish  ed  in  Proc.  SPIE:  Physics  of  Medical  Imaging, 
6510:H1-10. 

P  Madhav,  DJ  Crotty,  RL  McKinley,  MP  Tornai.  “Evaluation  of  lesion  distortion  at  various  CT  system  tilts  in 
the  development  of  a  hybrid  syste  m  for  dedicated  ma  mmotomography.”  Present  ed  at  the  2007  SPIE 
Medical  Imaging  Conference,  San  Diego,  CA,  17-22  Feb.  2007,  and  published  in  Proc.  SPIE:  Physics  of 
Medical  Imaging,  65 1 0 :  F 1  - 1 2 . 

KL  Perez,  P  Madhav,  DJ  Crotty,  MP  Tornai.  “Analysis  of  patient  bed  positioning  in  SPECT-CT  imaging  for 
dedicated  mammotomography.”  Presented  a  t  the  2007  SPIE  Medical  Imaging  Conference,  San  Diego, 
CA,  17-22  Feb.  2007,  and  published  in  Proc.  SPIE:  Physics  of  Medical  Imaging,  6510:371-8. 

P  Madhav,  SJ  Cutler,  KL  Perez,  DJ  Crotty,  RL  McKinley,  TZ  Wong,  MP  Tornai.  “Initial  patient  study  with 
dedicated  dual-modality  SPECT-CT  ma  mmotomography.”  Present  ed  at  the  2007  IEEE  Nucl.  Sci. 
Symposium  &  Med.  Imaging  Conference,  Honolulu,  Hawaii,  28  Oct.-3  Nov.  2007,  and  published  in  IEEE 
Conference  Record  NSS/MIC,  5:3781-3787. 

SJ  Cutler,  P  Madhav  ,  KL  Perez,  DJ  Crotty,  MP  Tornai.  “Comparison  of  reduced  angle  a  nd  fully  3D 
acquisition  sequencing  and  trajectories  for  dual-modality  mammotomography.”  Presented  at  the  2007  IEEE 
Nucl.  Sci.  Symposium  &  Med.  Imaging  Conference,  Honolulu,  Hawaii,  28  Oct.-3  Nov.  2007,  and  published 
in  IEEE  Conference  Record  NSS/MIC,  6:4044-4050. 

SJ  Cutler,  KL  Perez,  P  Madhav,  MP  Tornai.  “Comparison  of  2D  scintimammography  and  3D  dedicated 
breast  SPECT  using  a  compressible  breast  phantom  and  lesions  of  varying  size  and  tracer  uptake.” 
Presented  at  the  2008  IEEE  Fourth  International  Workshop  on  the  Molecular  Radiology  of  Breast  Cancer, 
Dresden,  Germany,  20-21  Oct.  2008,  and  published  in  IEEE  Conference  Record  NSS/MIC,  5640-5646. 

KL  Perez,  SJ  Cutler,  P  Madhav,  MP  Tornai.  “Novel  patient  acquisit  ion  trajectories  for  optimized  dedicated 
breast  SPECT  imaging.”  Presented  at  the  2008  IEEE  Fourth  International  Workshop  on  the  Molecular 
Radiology  of  Breast  Cancer,  Dresden,  German  y,  20-21  Oct.  2008,  and  published  in  IEEE  Conference 
Record  NSS/MIC,  5629-5634. 

DJ  Crotty,  SJ  Cutler,  RL  McKinley,  P  Madhav,  KL  Perez,  MP  Tornai.  “Improved  chest  wall  imaging  through 
combined  complex  trajectories  in  dedicate  d  dual  mo  dality  SPECT-CT  bre  ast  molecular  imaging.” 
Presented  at  the  2008  IEEE  Fourth  International  Workshop  on  the  Molecular  Radiology  of  Breast  Cancer, 
Dresden,  Germany,  20-21  Oct.  2008,  and  published  in  IEEE  Conference  Record  NSS/MIC,  5650-5656. 

Abstracts  and  Presentations 

DJ  Crotty,  P  Madhav,  KL  Perez,  SJ  Cutler,  RL  McKinley,  T  Wong,  PK  Marcom,  MP  Tornai.  “3D  molecular 
breast  imaging  with  dedicated  emission  mammotomography:  results  of  the  first  patient  study.”  Presented  at 
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E.  CONCLUS  ION 

In  Year  3,  CmT  scatter  correction  was  implemented,  and  subsequently  shown  to  reduce  image  cupping 
and  improve  image  contrast  and  absolute  attenuation  value  quantification.  With  scatter  correction,  peaks  in  the 
image  histogram  could  be  easily  designated  to  a  certain  material.  The  results  of  this  work  will  b  e  presented  at 
an  upcoming  SPIE  Medical  Imaging  conference  in  February  2010.  Att  enuation  correction  of  SPECT  images 
using  CT-scaled  scatt  er  correcte  d  maps  was  also  app  lied  and  sh  own  to  improve  SNR,  contrast,  and 
quantification  of  breast  uptake.  Two  manuscripts  have  appeared  in  peer-reviewed  journals  and  more  papers 
are  in  the  works. 
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APPENDIX  A:  STATEMENT  OF  WORK 


Task  1  Design  and  implement  a  dual-modality  prototype  system  (Months  1-17): 

a.  Investigate  effect  of  physical  constraints  (such  as  having  the  SPECT  camera  partially  in  front  of 
the  x-ray  detector)  on  scatter  contamination  in  reconstructed  images.  (Months  1-5) 

b.  Develop  software  to  synchronize  both  systems  during  image  acquisition.  (Months  6-11) 

c.  Develop  an  ideal  sequ  ence  (based  on  complete  samplin  g,  physical  constraints)  for  emissio  n 
and  transmission  data  acquisition.  (Months  11-12) 

d.  Explore  3D  complex  orbits  with  physically  possible  optimal  orientations  and  tilt  angles  that  can 
be  used  to  have  the  system  fit  underneath  the  patient  bed  and  still  be  able  to  image  close  to  the 
chest  wall.  (Months  13-17) 

Task  2  Optimize  CmT  system  by  applying  corrections  to  improve  image  quality  (Months  18-29): 

a.  Investigate  methods  to  reduce  circular  artifact  s  in  reconst  ruction  from  CmT  i  mages  collected 
with  a  centered  object  and  laterally  offset  central  x-ray  beam.  (Months  18-22) 

b.  Investigate  and  implement  scatter  correction  methods  to  CmT  images.  (Months  23-29) 

Task  3  Evaluate  SPECT  system  for  quantification  measurements  of  lesion  activity  (Months  22-36): 

a.  Perform  image  registr  ation  of  SP  ECT  and  CmT  image  s  using  existing  image  registration 
algorithm  (i.e.  surface  fitting  technique)  with  the  aid  of  fiducial  markers.  (Months  22-23) 

b.  Investigate,  implement,  and  com  pare  two  attenuation  correction  methods  (i.e.  unifor  m 
attenuation  distribution,  CmT-based  attenuation  distribut  ion)  to  apply  to  SPECT  dat  a.  (Months 
24-30) 

c.  Perform  SPECT  quantification  measurements  incorporating  all  corrections  using  phantoms  and 
lesions  with  known  concentration  activity.  (Months  30-36) 

Task  4  Complete  other  aspects  of  the  breast  cancer  training  program  (Months  1  -36): 

a.  Shadow  a  radiologist(  s)  to  observe  the  clin  ical  and  diagno  Stic  side  in  breast  cancer  imaging 
(Nuclear  Medicine,  Mammography).  (Months  1-12) 

b.  Publish  research  work  in  peer-reviewed  journals.  (Months  1-36) 

c.  Attend  and  present  at  local  seminars  offered  at  Duke  University  throu  gh  Medical  Physics  and 
the  Breast  and  Ovarian  Oncology  Research  Program,  which  is  part  of  the  Duke  Comprehensive 
Cancer  Center.  (Months  13-36) 

d.  Attend  international  conferences  such  as  SPIE  Medical  Imaging  Conference,  DOD  BCRP  Era  of 
Hope  Meeting,  IEEE  Medical  Imaging  Conference,  RSNA  Conference,  and  San  Antonio  Breast 
Cancer  Symposium.  (Months  13-36) 

e.  Prepare  thesis  and  defend.  (Months  30-36) 
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APPENDIX  B:  SPIE  CONFERENCE  PROCEEDING 


Development  of  in  vivo  characterization  of  breast  tissues  through 
absolute  attenuation  coefficients  using  dedicated  cone-beam  CT 

Priti  Madhav1’2,  Christina  M.  Li1’2,  Martin  P.  Tornai1’2 

1  Department  of  Radiology,  Duke  University  Medical  Center,  Durham,  NC 
2  Department  of  Biomedical  Engineering,  Duke  University,  Durham,  NC 


ABSTRACT 

With  advances  in  3D  in  vivo  imaging  technology,  non-invasive  procedures  can  be  used  to  characterize  tissues  to  identify 
tumors  and  monitor  changes  over  time.  Using  a  dedicated  breast  CT  system  with  a  quasi -monochromatic  cone-beam  x- 
ray  source  and  flat-panel  digital  detector,  this  study  was  performed  in  an  effort  to  directly  characterize  different  materials 
in  vivo  based  on  their  absolute  attenuation  coefficients.  CT  acquisitions  were  first  acq  uired  using  a  m ulti-material  rod 
phantom  with  acrylic,  delrin,  polyethylene,  fat-equivalent,  and  glandular- equivalent  plastic  rods,  and  also  with  a  human 
cadaver  breast.  Projections  were  collected  with  and  without  a  beam  stop  array  for  scatter  correction.  For  each  projection, 
the  2D  scatter  was  estimated  with  cubic  spline  interpolation  of  the  average  values  behind  the  shadow  of  each  beam  stop 
inside  the  object.  Scatter-corrected  projections  were  subsequently  calculated  by  subtracting  the  scatter  images  containing 
only  a  m  ask  of  th e  obj  ect  fro m  co responding  projections  w ithout  th e  beam  sto p  array.  I terative  OSTR  w  as  used  to 
reconstruct  the  data  and  estimate  the  non-uniform  attenuation  distribution.  Preliminary  results  show  that  with  reduced 
beam  hardening  from  the  x-ray  beam  ,  scatter  correction  further  reduces  the  cupping  artifact,  improves  image  contrast, 
and  yields  attenuation  coefficients  within  8%  of  narrow-beam  values  of  the  known  materials  (range  1.2  -  7.6%).  Distinct 
peaks  in  the  histogram  showed  clear  separation  between  the  different  material  attenuation  coefficients.  These  findings 
indicate  t  hat  m  inimizing  be  am  harde  ning  and  a  pplying  scat  ter  correc  tion  m  ake  it  practical  to  di  rectly  characte  rize 
different  tissues  in  vivo  using  absolute  attenuation  coefficients. 

Keywords:  tissue  quantification,  absolute  attenuation  coefficient,  scatter  correction,  computed  tomography,  tomography, 
mammotomography,  breast  imaging,  transmission  imaging,  cone-beam,  iterative  reconstruction 


1.  INTRODUCTION 

With  recent  advances  in  3D  in  vivo  imaging  technology,  non-invasive  procedures  can  be  used  to  classify  and  quantify 
distinct  tissues.  This  has  been  shown  to  be  possible  by  taking  advantage  of  the  molecular  properties  of  different  tissue 
(attenuation,  magnetic,  and  optical),  which  results  in  a  noticeable  image  contrast  between  the  various  tissue  types.  1-4 
Accurate  measurements  of  t  he  quantification  and  differentiation  of  numerous  tissues  can  be  useful  to  identify  disease 
from  normalcy,  as  well  as  observe  changes  over  time,  e.g.  with  response  to  therapy. 

In  CT  imaging,  image  contrast  between  distinct  tissue  components  occurs  due  to  differences  in  x-ray  attenuation  through 
each  material.  The  narrower  the  spectral  quality  of  the  i  nput  beam,  the  more  distinct  (or  higher)  the  contrast  between 
tissues.  For  example,  image  contrast  resulting  from  less  x-rays  attenuating  through  soft  tissue  than  bone  allow  for  both 
materials  to  b e  easily  d  istinguished  and  visualized  in  an  image.  By  qu  antifying  different  tissue  components  b ased  on 
their  attenuation  characteristics,  more  information  about  the  composition  and  distribution  of  the  object  can  be  gained.  In 
addition,  the  CT  attenuation  map  can  be  used  to  compensate  molecular  emission  imaging  modalities,  such  as  SPECT  or 
PET,  for  photon  attenuation  and  absorption,  making  the  molecular  images  more  quantitative  and  spatially  accurate. 

However,  quantifying  t  he  distribution  o  f  a  dipose  t  issue,  glandular  t  issue,  and  i  f  present,  b  reast  care  inoma,  can  be  a 
challenge  in  dedicated  breast  cone-beam  CT  imaging  (mammotomography).  This  is  primarily  due  to  minimal  differences 
between  x-ray  attenuation  c  oefficient  values  of  these  ma  terials,  especially  with  increasing  x-ray  energies.1  Physical 
processes  during  in  vivo  measurement  of  tissues  such  as  beam  hardening,  photon  scatter,  sampling,  and  object  motion 
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can  further  degrade  im  age  c  ontrast  a  nd  de  crease  quantitative  accuracy .  Beam  harde  ning,  caused  by  the  preferential 
absorption  of  lo  w-energy  pho  tons,  and  photon  scatter,  which  is  an  en  ergy  dependent  pro  cess,  br  ing  abou  t  cu  pping 
artifacts  in  the  image,  resulting  i  n  a  re  duction  of  the  measured  attenuation  c  oefficient  value  towards  the  center  of  an 
object.5  In  cone-beam  CT  particularly,  the  detrimental  and  unavoidable  effect  of  photon  scatter  on  quantification  can  also 
increase  with  wider  cone-beam  angles  and  large  area  2D  digital  detectors.6  Under-sampling  during  acquisition  and  object 
motion  causes  aliasing,  streaking,  and  blurring  in  the  images,  which  in  turn  also  affect  quantification  or  voxel  values.5, 7 

Over  the  past  few  years,  our  lab  has  developed  and  characterized  the  intrinsic  properties  of  a  prototype  hybrid  SPECT- 
CT  dedicated  breast  scanner  and  used  it  to  image  human  subject  volunteers.7  The  CT  sub-component  of  this  system  uses 
a  pract  icable  qua  si-monochromatic  x-ray  cone  -beam  to  minimize  the  effect  of  beam  harde  ning  and  i  mprove  t  he 
visualization  of  tissues  with  very  small  differences  in  attenuation  c  oefficient  values.1, 8’ 9  With  such  a  dedicated  system, 
x-rays  are  only  exposed  to  the  breast  and  chest  wall  area,  which  limits  the  scatter  from  other  areas  of  the  body.  The  aim 
of  this  study  is  to  exploit  the  minimal  beam  hardening  and  additionally  apply  scatter  correction  on  reco  nstructed  C  T 
images  to  e  nhance  image  visualization  and  allow  for  direct  in  vivo  characterization  of  different  tissue  types  based  on 
absolute  attenuation  coefficients.  Images  of  a  multi-material  rod  phantom  and  human  cadaver  breast  were  acquired  with 
low-energy  x-rays  tom  aximize  t  he  cont  rast  am  ong  t  he  di  fferent  c  omponents.1  Scatter  co  rrection  on  CT  projectio  n 
images  was  p  erformed  by  usi  ng  a  beam  st  op  ar  ray  method.10, 11  Imag  es  were  reconstructed  usin  g  an  iterativ  e 
reconstruction  algorithm  yielding  attenuation  coefficients  at  corresponding  voxels.  Results  of  the  measured  attenuation 
values  in  the  final  reconstructed  images  are  compared  with  actual  quantities. 

2.  MATERIALS  AND  METHODS 


2.1.  CT  system 

The  CT  sub -system  of  the  dual-modality  SPECT-CT  dedicated  breast  imaging  system7  uses  a  rotating  tungsten  target  x- 
ray  source  (model  Rad-94,  Varian  Medical  Systems ,  Salt  Lake  City,  UT)  with  a  0.4/0. 8mm  nominal  focal  spot  size  and 
14°  anode  angle,  and  a  20x25cm2  field -of-view  (FOV)  CsI(Tl)-b  ased  amorphous  silicon  digital  x-ray  d  etector  (model 
Paxscan  2520 ,  Varian  Medical  Systems ,  Salt  Lak e  City,  UT)  with  a  grid  size  of  1920x1536  pixels  and  127  pm  pitch 
(Figure  1).  The  source  and  detector  are  secured  to  the  s  ame  aluminum  plate  as  the  SPECT  system  .  A  custom  built 
collimator  is  attached  to  the  x  -ray  so  urce  to  h  old  u  ltra-thick  K-edge  b  earn  sh  aping  filters  to  p  roduce  a  quasi- 
monochromatic  beam.12  For  these  studies,  60kVp  was  used  along  with  a  0.051cm  cerium  filter  (Z=58,  p=6.77g/cm3,  K- 
edge=40.4keV,  Santoku  America,  Inc.,  Tolleson,  AZ).  This  filter  reduced  the  exposure  of  the  incident  x-ray  beam  by  a 
factor  of  100  and  yielded  a  well-characterized  spectrum  that  had  a  mean  energy  of  approximately  36keV  and  FWHM  of 
15%.8,9  In  the  current  hybrid  setup,  the  source-to-image  distance  (SID)  is  60cm  and  source-to-object  distance  (SOD)  is 
38cm,  resulting  in  a  magnification  of  1.57  for  an  object  located  at  the  system  isocenter. 


Figure  1 :  Photograph  of  the  prototype  dual-modality  dedicated  tomographic  breast  imaging  system.  The  SPECT 
sub-system  (center,  back,  white  face)  is  placed  orthogonally  to  the  x-ray  tube  (right,  front)  and  digital  flat-panel 
detector  (left,  toward  back,  black  face).  The  arrows  illustrate  system  motions  (azimuthal,  polar  and  radius  of 
rotation  (ROR)).  A  customized  patient  bed  is  located  above  the  hybrid  system. 
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2.2.  Data  acquisition 

To  ensure  that  the  x-ray  exposure  (m  easured  in  mR)  was  pr  oportional  to  the  tube  current  and  detector  pixel  value,  an 
exposure  linearity  test  was  conducted  using  a  calibrated  ionization  chamber  (model  1515,  Radical  Corp ,  Monrovia,  CA). 
The  ionization  chamber  was  placed  -42cm  from  the  x-ray  source  and  orthogonal  to  the  anode  to  avoid  the  heel  effect.  A 
range  of  exposures  were  obtained  at  different  kVp  and  mAs. 

Projection  measurements  were  ob  tained  of  a  multi-material  rod  phantom  and  a  hu  man  cadaver  breast  (Figu  re  2).  The 
multi-material  rod  phantom  contained  five  different  materials:  acrylic,  delrin,  polyethylene  (PE),  and  fat-equivalent  and 
glandular-equivalent  plastic  rods  ( Computerized  Imaging  Reference  Systems,  Inc.,  Norfolk,  VA).  Each  rod  had  a  length 
and  diameter  of  4.5cm  and  1.9cm,  respectively,  and  t  he  rods  were  arranged  in  a  pentagonal  pattern.  This  phantom  was 
placed  in  a  cylinder  with  an  inner  length  and  diameter  of  5.6cm  and  8.2cm,  respectively.  Acquisitions  were  obtained  with 
the  cylinder  filled  with  water.  Table  1  lists  the  actual  attenuation  coefficient  values  at  36keV  for  the  different  materials. 

The  whole  cadaver  breast,  obtai  ned  from  a  48-year  old  woman,  was  placed  in  a  breast  shape  d  shell  (nipple-to-c hest 
distance  of  ~7cm,  medial-to-lateral  distance  of -16cm,  and  superior-to-inferior  distance  of -18cm).  Prior  to  imaging,  the 
cadaver  breast  was  clipped  to  the  breast  s  hell  and  refrigerated  overnight.  The  next  day  the  cadaver  breast  was  defrosted 
before  imaging  with  the  CT  sub-system. 


Multi-Material  Rod  Phantom 


Human  Cadaver  Breast 


Figure  2:  (Left)  Photograph  of  the  m  ulti-material  rod  phantom .  (Middle)  Schem  atic  of  the  m  ulti-material  rod 
phantom  depicting  the  position  of  the  five  different  materials:  ac  rylic,  delrin,  polyethylene,  and  fat-equivalent 
and  glandular  equivalent  pi  astic  rods.  (Right)  Photograph  of  th  e  human  cadaver  breast  placed  inside  a  breast 
shaped  shell. 

Table  1 :  Narrow  beam  attenuation  coefficient  values  of  the  m  aterials  in  the  m  ulti-material  rod  phantom  and 
cadaver  breast  spline  interpolated  to  36keV 


Material 

Attenuation  coefficient 
(cm1) 

Acrylic"  0.3136 

Delrin"  0.3490 

Fat  (CIRS)b  0.2333 

Fat  (Breast  Tissue)0  0.22 

84 

Glandular  (CIRS)b 

0.2946 

Glandular  (Breast  Tissue)0 

0.3009 

Polyethylene" 

0.2285 

Water" 

0.3130 

a  NIST  table  of  x-ray  mass  attenuation  coefficients13 
b  Byng,  Mainprize,  and  Yaffe14 
c  Johns  and  Yaffe1 
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For  scatter  correction,  projections  were  collected  with  and  without  a  custom  designed  beam  stop  array  (BSA).  The  theory 
of  using  a  B  SA  is  that  any  incident  x-rays  striking  a  beam  stop  at  this  low  energy  will  be  completely  stopped  before 
reaching  the  detector.  Consequently,  the  measured  value  in  the  shadow  behind  this  beam  stop  should  be  zero  (there  will 
be  a  DC  offset  from  the  digital  detector).  However,  due  to  the  presence  of  scatter,  the  detected  quantity  is  greater  than 
zero.  Therefore,  any  signal  detected  behind  this  beam  stop  can  be  assumed  to  be  primarily  due  to  scatter.  The  BSA  used 
in  th  is  stud  y  co  nsisted  of  a  1  Oxl  0x0. 5 cm  acrylic  p  late  w  ith  2m  m  di  ameter  1  ead  be  ads  ar  ranged  i  n  a  s  quare  pattern, 
spaced  0.5cm  apa  rt  (  Figure  3  ).  Several  1  ead  bead  si  zes  an  d  spacings  we  re  e  valuated.  B  ased  on  cal  culations  and 
confirmation  with  measurements,  the  2mm  lead  beads  were  thick  enough  to  block  the  incident  x-ray  beam.  The  0.5cm 
bead  pitch  was  em  pirically  determined  with  the  goal  that  the  shadows  in  the  im  age  due  to  the  lead  beads  were  at  an 
adequate  distance  apart  such  that  any  scat  ter  into  each  re  gion  would  be  exclusively  due  to  scatter  in  that  local  area  and 
not  be  affected  by  more  distal  surrounding  beads.  This  BSA  was  attached  to  the  front  of  the  collimator,  which  was 
~15cm  from  the  x-ray  source.  For  measurements  without  the  BSA  in  place,  a  clear  0.5cm  thick  acrylic  plate  was  attached 
to  the  front  of  the  collimator. 


Figure  3:  Photograph  of  the  beam  stop  array  with  2mm  lead  beads  that  was  placed  in  front  of  t  he  collimator 
(~15cm  from  the  x-ray  source)  for  scatter  measurements. 

Both  the  multi-material  phantom  and  the  cadaver  breast  were  placed  at  the  system’s  center  of  ro  tation.  Tube  potential 
was  set  at  60kVp  with  a  3.2mAs  technique  per  projection.  Using  the  ionization  chamber,  the  x-ray  exposure  was  linear  to 
the  tube  current  and  detector  pixel  value.  Projection  images  were  collected  every  1.5  °  through  a  360°  azimuthal  circular 
acquisition,  for  a  total  of  240  projections.  The  total  scan  time  for  each  acquisition  was  6min. 

For  the  multi-material  rod  phantom,  additional  experiments  were  done  using  a  custom-built  4 -jaw  collimator.15, 16  This 
consisted  of  two  vertical  and  two  horizontal  lead  plates  that  could  be  moved  to  allow  further  collimation  of  the  beam. 
The  vertical  co  llimator  j  aws  were  adj  usted  to  five  different  positions  in  eluding:  (1)  fu  11  FOV  with  n  o  add  itional 
collimation,  (2)  v  ertical  co  llimation  to  in  elude  only  th  e  cylin  der  with  the  p  hantom,  (3 )  v  ertical  co  llimation  to  in  elude 
only  the  rods  of  the  phantom;  (4)  vertical  collimation  to  include  only  the  bottom  half  of  the  rods  of  the  phantom  (flat  part 
of  the  cone-beam  intersects  in  this  area  to  give  the  most  complete  sampling7);  and  (5)  vertical  collimation  to  include  only 
2mm  jaw  slot  width  of  the  rods  to  approximate  narrow-beam  geometry. 

2.3.  Scatter  correction  algorithm 

A  flow  chart  describing  the  scatter  correction  algorithm  is  presented  in  Figure  4.  As  mentioned  in  the  previous  section,  a 
complete  set  of  CT  projections  was  obtained  for  each  object  without  and  with  the  BSA.  The  scatter  correction  algorithm 
was  written  in  MATLAB  ( The  Mathworks,  Inc.,  Natick,  MA).  From  a  CT  projection  with  only  the  BSA  in  the  FOV,  the 
location  of  all  the  lead  beads  was  found.  In  addition,  for  each  projection,  a  mask  of  the  object  was  automatically  created 
by  thresholding  using  a  k-means  algorithm.  Next,  the  amount  of  scatter  in  all  projections  was  measured  using  images 
with  the  BSA  and  object  in  the  FOV.  In  this  step,  an  average  scatter  value  was  measured  over  a  5x5pixel  ROI  in  each 
lead  bea  d  loc  alized  inside  the  object.  For  each  row  c  ontaining  t  he  lead  beads,  t  he  avera  ge  sea  tter  values  were 
extrapolated  using  a  cubic  spline  to  obta  in  a  single  scatter  measurement  near  the  boundaries  at  both  ends  of  the  object. 
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This  was  re  peated  for  each  colum  n  w  ith  the  lead  bea  ds.  After  the  ext  rapolation  along  eac  h  ro  w  and  c  olumn  was 
completed,  a  2D  cubic  spline  interpolation  was  done  to  obtain  a  2D  scatter  profile  over  the  entire  projection  image.  This 
profile  was  subtracted  from  projection  images  without  the  BSA  to  obtain  final  projection  images  with  minimal  scatter.10 


In  addition,  this  study  also  looked  at  the  affect  on  reconstructed  images  by  obtaining  scatter  measurements  from  only  a 
few  projections  rather  than  all  240  projections.  In  this  case ,  after  the  2D  s  catter  profiles  for  6  e  venly  spaced  projections 
were  measured,  a  3D  cubic  spline  interpolation  between  the  measured  azimuthal  angles  was  performed  to  obtain  the  2D 
scatter  maps  for  all  projections. 

Acquire  CT  projection  images  Measure  scatter  spatially 


m  projections  n  projections 

without  BSA  with  BSA 


* 


Interpolate  scatter  angularly  using 


Subtract  scatter  projections  from  object  data 


= 

1 

Fully  3D  reconstruct 
image  using  OSTR 


Figure  4:  Flow  chart  of  the  algorithm  used  to  correct  for  scatter  in  the  CT  projection  images. 
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2.4.  Reconstruction 

Image  recon  struction  was  performed  on  t  he  CT  projection  im  ages  b  y  in  creasing  t  he  lo  g  li  kelihood  via  th  e  iterativ  e 
ordered-subset  t  ransmission  reco  nstruction  al  gorithm  (OSTR  )17,  usi  ng  a  ray  -driven  image  reconst  ruction  c  ode,  C  T- 
MAP.18  Projection  images  were  corrected  for  gain  and  offset  and  binned  to  4x4  pixels.  Reconstruction  parameters  were 
set  to  10  iterations,  16  subsets,  a  350x350x384  reconstruction  grid  and  a  508pm  voxel  size.  The  total  reconstruction  time 
in  th  is  iterativ  e  fram  ework  was  4  hours.  A  3D  Hann  filter  was  ap  plied  to  sm  ooth  an  d  reduce  no  ise  in  th  e  fi  nal 
reconstructed  images. 

2.5.  Data  analysis 

In  the  final  reconstructed  images,  line  profiles  were  plotted  and  compared.  Additionally,  ROIs  were  drawn  over  each  of 
the  five  rods  in  the  multi-material  rod  phantom  and  over  regions  containing  the  fat  and  g  landular  tissue  in  the  cadaver 
breast  to  determine  the  ave  rage  attenu  ation  val  ue.  Based  on  the  actual  attenuation  val  ue  pr  esented  inTablel,  the 
percentage  error  was  calculated.  For  the  multi-material  rod  phantom,  contrast  measurements  were  also  obtained  between 
the  rods  and  background.  Image  histograms  were  also  obtained  and  compared  for  the  cadaver  breast. 

3.  RESULTS  AND  DISCUSSION 


3.1.  Multi-material  rod  phantom 


3.1.1.  Scatter  correction 

Figure  5  compares  the  reconstructed  images  of  the  multi-material  rod  phantom  before  and  after  scatter  correction .  From 
these  images,  all  five  rods  can  be  seen.  However,  the  line  profiles  clearly  show  that  the  contrast  between  the  rods  and  the 
background,  which  in  this  case  is  water,  is  higher  in  the  scatter-corrected  reconstructed  images.  This  indicates  that  since 
water  and  “glandular  equivalent”  plastic  values  are  similar,  water  can  be  used  as  a  reasonable  substitute  for  hard  plastic 
tissues  in  phantoms.  In  addition,  the  outer  thickness  of  the  acrylic  cylinde  r  holding  the  phantom  can  also  be  clea  rly 
distinguished  in  the  scatter-corrected  data.  Absolute  values  from  the  contrast  measurements  are  presented  in  Table  2. 


Figure  5:  Recon  structed  slices  of  the  m  ulti-material  rod  phantom  (Top  Left)  wi  thout  and  (Bot  tom  Left)  with 
scatter  correction.  The  m  aterial  of  each  rod  corresponds  to  the  schem  atic  shown  in  Figure  2,  Mi  ddle.  (Right) 
Line  profiles  taken  across  the  phantom  (between  wh  ite  hash  marks)  through  the  (Top  Right)  acr  ylic  and 
glandular-equivalent  rod  and  (Bottom  Right)  delrin  and  fat-equivalent  rod. 
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Table  2:  Contra  st  m easurements  for  each  m  aterial  obtained  with  and  without  sc  atter  corrected  reconstructed 
images 


Material 

w/o  Scatter  Corrected 
Contrast 

w  Scatter  Corrected 
Contrast 

Acrylic  0.0( 

>3 

0.004 

Delrin 

0.205 

0.215 

Fat  0.170 

0.211 

Glandular 

0.003 

0.006 

PE  0.195 

0.218 

The  mean  attenuation  values  were  also  measured  and  compared  to  the  actual  values.  The  small  hollow  center  that  was 
seen  in  the  delrin  rod  (Figure  5)  was  excluded  from  these  calculations.  The  percentage  error  in  Table  3  shows  that  the 
implemented  scatter  correction  also  helps  to  align  the  overall  measured  attenuation  coefficient  to  its  true  value. 


Table  3:  Measured  attenuation  values  and  %  error  for  each  material  obtained  with  and  without  scatter  corrected 
reconstructed  images 


Material 

w/o  Scatter  Corrected 
Attenuation  Value  (cm1) 

% 

Error 

w/  Scatter  Corrected 
Attenuation  Value  (cm1) 

% 

Error 

Acrylic 

0.2659  15.2 

0.3 

a\ 

r- 

o 

1.8 

Delrin 

0.3196 

8.4  0.3' 

755 

7.6 

Fat 

0.2200 

5.7  0.2^ 

140 

4.6 

Glandular 

0.2644  10.3 

0.3 

110 

5.6 

PE 

0.2136 

6.5  0.2' 

117 

5.8 

Water 

0.2652  15.3 

0.3 

o 

1.2 

3.1.2.  Narrow  cone-beam  imaging  geometry 

The  4-jaw  collimator  was  adjusted  to  four  different  views:  (1)  full  FOV,  (2)  only  the  cylinder  with  the  phantom,  (3)  only 
the  rods  of  the  phantom;  (4)  only  the  bottom  half  of  the  rods  of  the  phantom;  and  (5)  only  2mm  jaw  slot  width  of  the 
rods.  Table  4  shows  that  as  the  FOV  is  decreased  and  therefore  the  amount  of  scatter  present  in  the  reconstructed  images 
is  also  dec  reased,  the  accuracy  of  the  rec  onstructed  attenuation  coefficients  greatly  im  proves.  This  is  consistent  with 
others’  measurements  that  have  shown  that  with  larger  cone-beam  angles  and  FOVs,  scatter  increases.6 

Table  4:  Measured  attenuation  values  and  %  error  for  each  material  for  the  five  different  cases  with  the  4- jaw 
collimator 


Material 

Full  Field-of-View 

Cylinder 

Full  Rods 

Bottom  Half  of  Rods 

2mm  Width  of  Rods 

Attenuation  0/® 

Value  (cm1)  Error 

Attenuation  0/° 

Value  (cm1)  Error 

Attenuation  0/° 

Value  (cm1)  Error 

Attenuation  0/° 

Value  (cm1)  Error 

Attenuation  0/° 

Value  (cm1)  Error 

Acrylic 

Delrin 

Fat  0.2 1< 
Glandular 
PE  0.2E 
Water 

0.2673  14.8  0. 

0.3233  7.4 

)0  6.2 

0.2646  10.2  0. 

J1  6.8 

0.2655  15.2  0. 

2693  14.1 

0.3260  6.6 

0.2204  5.5 

2664  9.6 

0.2144  6.2 

2672  14.6 

0.2773  11.6 

0.3373  3.4  02 

0.2258  3.2  0.: 

0.2742  7.0  0.: 

0.2196  3.9  02 

0.2743  12.4 

0.2902  7.5 

1578  2.5  0.: 

'287  2.0  0.: 

'855  3.1  0.: 

'215  3.1  o.: 

0.2834  9.5 

0.2901  7.5 

1638  4.3 

'374  1.8 

'901  1.5 

'303  0.8 

0.2854  8.8 

A  collimator  opening  of  2mm  (vertically),  which  approximated  fan-beam  imaging  geometry,  results  in  the  least  scatter  in 
these  conditions,  and  therefore  can  be  assumed  to  produce  more  accurate  reconstructed  images.  With  a  narrower  beam, 
less  than  1 0%  percent  error  was  measured  between  the  actual  and  measured  attenuation  coefficients,  and  these  values  are 
similar  to  the  scatter-corrected  cases  (compare  values  in  Table  3). 
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3.2.  Cadaver  breast 

Reconstructed  slices  of  the  cadaver  breast  are  shown  in  Figure  6.  In  the  im  age  before  scatter  correction,  the  center 
appears  darker.  Since  the  effect  of  beam  hardening  is  reduced  with  the  use  of  a  quasi-monochromatic  x-ray  beam,  it  can 
be  assumed  that  this  cupping  is  primarily  due  to  scatter.  The  image  after  scatter  correction  appears  to  be  more  uniform. 
This  is  con  firmed  in  the  line  profile  through  the  breast  wh  ich  clearly  illu  strates  that  the  cupping  artifact  is  minimized 
with  scatter  correction.  Cupping  was  probably  not  visible  in  the  multi-material  rod  phantom  since  the  physical  size  of 
this  object  is  smaller  th  an  the  cad  aver  b  reast  resulting  in  less  scatter.  In  ad  dition,  the  contrast  b  etween  the  glandular 
tissue,  fat,  and  skin  appears  to  be  improved  (images  are  displayed  on  the  same  absolute  gray  scale).  The  line  profiles  also 
show  there  is  very  minimal  difference  between  the  two  scatter-corrected  reconstructed  images:  one  obtained  using  all 
240  BSA-ca  daver  breast  projections  and  the  other  obtained  usi  ng  only  si  x  equa  lly  spaced  BSA-c  adaver  breast 
projections.  This  is  im  portant  since  in  practice  scatter  measu  rements  with  the  BSA  will  not  be  obtained  for  all  240 
projections  since  this  would  double  the  amount  of  dose  given  to  the  patient.  Scatter  measurements  will  most  likely  be 
obtained  w  hen  acqui  ring  a  f  ew  sco  ut  im  ages  t  o  assure  t  hat  t  he  brea  st  i  s  at  the  cent  er  of  rotation  and/  or  during  t  he 
acquisition  itself  with  the  BSA  moved  into  place. 

An  image  histogram  from  a  section  of  the  breast  shows  that  for  both  cases  with  scatter  correction,  glandular  tissue  and 
fat  are  distinctly  separated  into  two  distributions.  With  the  histogram  obtained  from  the  non-scatter-corrected  data,  it  is 
difficult  t  o  distinguish  between  t  he  t  wo  different  t  issues,  t  hough  o  ne  might  assum  e  t  hat  t  here  ar  e  t  wo  u  nderlying 
distributions.19  Mo  st  lik  ely  due  t  o  scatter,  th  e  p  eaks  for  bo  th  tissues  are  broa  der  and  m  erge  int  o  an  asymm  etric 
distribution  in  the  case  of  our  quasi-monochromatic  x-ray  beam.  The  image  histogram  of  the  scatter-corrected  data  has 
narrower  peaks  with  values  that  are  closer  to  the  true  attenuation  value  of  fat  and  glandular  tissue  ( 

Table  1).  1  R  OIs  d  rawn  over  fat  an  d  glandular  t  issue  s  howed  once  a  gain  t  hat  scatter  correction  can  im  prove  the 
attenuation  value  to  within  10%  of  its  actual  value  (Table  5). 
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Figure  6:  ( Top)  Reconstructed  slices  of  the  cadaver  breast  (Top  Left)  without  and  (Top  Middle)  with  scatter 
correction.  (Top  Right)  Line  profile  obtained  across  the  cadaver  breast  (between  white  hash  marks)  without  and 
with  scatter  correction.  (Bottom)  Image  histograms  obtained  from  a  section  of  the  breast  (inside  dashed  circle). 


24 


Table  5:  Measured  attenuation  values  and  %  error  of  fat  and  glandular  tissue  in  the  cadaver  breast  obtained  with 
and  without  scatter  corrected  reconstructed  images 


240  projections 

6  projections 

w/o  Scatter  Corrected 
Attenuation  Value  (cm1) 

% 

Error 

w/  Scatter  Corrected 

% 

Error 

w/  Scatter  Corrected 

% 

Error 

Material 

Attenuation  Value 
(cm1) 

Attenuation  Value 
(cm1) 

Fat  0.1873 

18.0 

0.2321 

1.6 

0.2340 

2.5 

Glandular 

0.2148 

28.6 

0.2793 

7.2 

0.2775 

7.8 

4.  CONCLUSION 

This  study  showed  that  minimizing  beam  hardening  and  correcting  for  scatter  can  minimize  cupping  artifacts,  improve 
intrinsic  material  contrast,  and  yield  image  values  closer  to  the  actual  attenuation  value  of  a  material.  Results  showed  that 
scatter-corrected  d  ata  yield  ed  atten  uation  v  alues  with  in  8%  (  range  from  1.2  t  o  7.  6%)  t  o  t  he  act  ual  at  tenuation 
coefficients.  This  improvement  for  cone-be  am  CT  with  s  catter  correction  was  similar  to  the  case  with  na  rrow-beam 
collimation,  which  had  the  least  scatter  effect.  The  se  comparison  results  with  narrow-beam  imaging  indicate  that  not 
only  does  the  i  mplemented  scatter  correcti  on  effectively  minimize  degradation  due  to  scatter  in  the  final  reconstructed 
images,  but  also  that  measured  scatter  corrected  attenuation  values  are  nearly  identical  to  narrow-beam  values,  leading  to 
the  p  ossibility  o  f  tru  e  in  vivo  tissue  chara  cterization  with  de  dicated  breast  CT.  In  addition,  im  age  histograms  cle  arly 
differentiated  the  different  materials  in  the  scatter-corrected  reconstruction  images,  whereas  the  results  were  ambiguous 
in  the  unc  orrected  im  ages,  even  t  hough  t  he  in  trinsic  bea  m  is  alread  y  q  uasi-monochromatic.  Th  is  alio  ws  fo  r  the 
possibility  to  d  ifferentiate  between  normal  g  landular  tissu  e  and  diseased  tissu  e  i  n  t  he  breast,  given  th  at  th  ey  have 
intrinsically  different  attenuation  characteristics.  Given  the  high  quantitative  fidelity,  this  cone-beam  imaging  approach 
could  pos  sibly  be  use  d  for  in  vivo  tiss  ue  characterization.  La  stly,  contrast  and  attenu  ation  co  efficient  qu  antification 
appears  t  o  be  pre  served  ev  en  by  t  aking  scatter  m  easurements  fr  om  only  a  few  p  rojections,  m  aking  t  his  ap  proach 
practicable  in  a  clinical  environment. 

One  next  step  with  the  hybrid  breast  imaging  system  will  be  to  use  the  final  CT  scatter-corrected  reconstructed  images  to 
correct  for  attenuation  in  the  SPECT  images  in  order  to  improve  quantification  of  radiotracer  uptake.  Also,  with  the 
current  dual-modality  p rototype,  the  CT  sub  -system  is  rest  ricted  to  only  circu lar  motion  aroun d  the  b reast.  Prev ious 
studies  have  shown  that  a  ded  icated  breast  CT  syste  m  moving  in  no n-traditional  acquisition  traj  ectories  can  improve 
object  sampling  and  simultaneously  image  more  of  the  breast  volume  compared  to  acquisitions  using  a  simple  circular 
orbit.7, 15  Studies  will  be  done  to  see  if  better  sampling  can  also  improve  CT  tissue  quantification  further. 
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Abstract-  Quantification  of  radiotracer  uptake  in  lesions  can 
provide  valuable  information  to  physicians  in  deciding  patient 
care  or  determining  treatment  efficacy.  Physical  processes  (e.g. 
scatter,  attenuation),  detector/collimator  characteristics, 
sampling  and  acquisition  trajectories,  and  reconstruction 
artifacts  contribute  to  an  incorrect  absolute  measurement  of 
tracer  activity  and  distribution.  For  these  experiments,  a  cylinder 
with  three  syringes  of  varying  radioactivity  concentration,  and  a 
tillable  800mL  breast  with  two  lesion  phantoms  containing 
aqueous  "mTc  pertechnetate  were  imaged  using  the  SPECT  sub¬ 
system  of  the  dual-modality  SPECT-CT  dedicated  breast 
scanner.  SPECT  images  were  collected  using  a  compact  CZT 
camera  with  various  3D  acquisitions  including  vertical  axis  of 
rotation,  30°  tilted,  and  complex  sinusoidal  trajectories. 
Quantitative  differences  in  the  measured  absolute  activity  values 
were  investigated  for  each  acquisition  trajectory  to  determine  the 
efficacy  of  an  acquisition  trajectory  to  quantify  regions  of  focal 
uptake.  With  attenuation  and  scatter  corrections  applied, 
reconstruction  image  results  showed  that  the  measured  average 
activity  concentrations  in  the  hot-spot  areas  corresponded  to 
within  15%  of  the  actual  dose  calibrator  measured  activity 
concentration.  More  complete  sampling  trajectories  outperform 
incomplete  tilted  acquisition  trajectories. 

I.  Introduction 

uantification  is  not  common  for  routine  SPECT  imaging. 
Generally,  nuclear  medicine  physicians  rely  on 
differences  in  relative  radioactive  tracer  uptake  patterns  to 
analyze  molecular  SPECT  images.  Quantification  of  the 
radioactive  uptake  in  the  images  requires  careful  application 
of  data  corrections.  Because  radiotracers  can  be  designed  to 
label  metabolic  processes,  receptors,  and  the  like,  their 
absolute  in  vivo  quantification  of  concentration  could  be  a 
valuable  diagnostic  tool  to  differentiate  between  benign  and 
malignant  tissue.  Particularly  in  breast  cancer  patients, 
distinguishing  absolute  in  vivo  quantification  via  non-invasive 
molecular  imaging  could  affect  a  patient’s  treatment  plan. 

There  are  a  variety  of  physical  factors  that  can  affect  the 
quantification  in  SPECT  images  [1].  These  include  photon 
attenuation  and  scatter  which  have  both  been  shown  to 
degrade  images  and  hence,  various  methods  have  been 
proposed  to  correct  for  these.  Attenuation  correction  relies  on 
obtaining  a  spatial  distribution  of  attenuation  coefficients  to 
model  the  imaged  object,  often  derived  from  computed 
tomography  (CT)  data,  and  compensates  for  non-uniform 
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attenuation.  There  have  been  many  scatter  correction 
techniques  derived  over  time.  For  "mTc  imaging,  the  Jazsczak 
or  Compton  Window  Method  uses  an  energy  window  abutting 
the  photopeak,  but  lower  in  energy,  to  estimate  the  scatter 
fraction  in  the  photopeak  [2]. 

Additionally,  corrections  for  system  factors,  such  as  the 
detector,  collimator  and  geometric  efficiencies,  must  be 
incorporated.  These  efficiencies  scale  detected  and  recorded 
events  to  the  actual  volumetric  activity  at  the  time  of  imaging. 

Other  groups  have  investigated  quantitative  breast  imaging 
using  planar  single  photon  imaging  techniques  [4,5]  and  have 
shown  that  quantification  of  size  and  uptake  has  implications 
for  staging  disease  [4].  In  spite  of  this,  due  to  the  nature  of 
planar  imaging,  it  becomes  difficult  to  correctly  quantify 
smaller  volumes.  SPECT  can  localize  the  disease  in  3D  space 
and  quantify  its  absolute  radiotracer  uptake  without  added 
activity  from  “normal”  background  tissue  [1].  Because  our 
dedicated  SPECT  system  has  a  fully  3D  range  of  motion,  we 
are  able  to  sample  into  the  chest  wall  and  axilla  of  the  breast 
[6], 

In  this  study,  quantification  is  implemented  on  our  dedicated 
SPECT  to  test  the  system’s  linearity  in  measuring  radiotracer 
uptake.  In  particular,  the  effect  of  data  acquired  with  non- 
traditional,  non-circular  trajectories  on  absolute  quantification 
of  SPECT  data  is  observed. 

II.  Methods 

A.  Gamma  Camera  and  Data  Acquisition 

The  SPECT  sub-system  of  the  hybrid  imaging  device 
consists  of  a  Cadmium-Zinc-Telluride  (CZT)  LumaGEM 
3200S™  gamma  camera  ( Gamma  Medica  Inc.,  Northridge, 
CA)  that  has  2. 3x2. 3  mm  crystals  with  a  6.7%  intrinsic 
FWHM  at  140  keV  and  a  sensitivity  of  37.9  cps/MBq  (Fig.  1). 
The  lead  parallel  hole  collimator  has  1.22  mm  flat-to-flat 
hexagonal  holes  with  0.2  mm  septa  and  is  25.4  mm  in  height. 
The  camera  system  is  attached  to  precision  positioning  motors 
to  permit  movement  in  3D  to  contour  the  breast  surface  by 
moving  in  and  out,  up  and  down  and  around  the  center  of 
rotation.  Previous  work  has  defined  a  set  of  trajectories  which 
maximize  the  volume  of  the  object  imaged  [6]. 


Fig.  1.  Hybrid  SPECT-CT  breast  imaging  device.  Orange  and  yellow  arrows 
indicate  the  directions  of  movement  of  the  SPECT  camera  (center). 
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B.  Model  System  in  Reconstruction  Code 
A  flow  chart  outlining  the  steps  for  quantifying  data  with 
this  system  appears  in  Figure  2.  Image  reconstruction  was 
performed  using  a  ray-driven,  iterative  ordered-subsets 
expectation  maximization  (OSEM)  reconstruction  code  [3]. 
Collimator,  geometry  and  detection  efficiencies  of  the  SPECT 
camera,  radiopharmaceutical  half-life,  and  attenuation  and 
scatter  correction  maps  were  included  in  the  reconstruction 
algorithm. 


Fig  2.  Flowchart  of  the  steps  to  correct  data  for  quantification. 


To  find  the  reconstruction  scaling  coefficient,  two  0.7  mL 
balloons  ( Harvard  Apparatus ,  Holliston,  MA)  filled  with 
125.5  and  115.5  pCi  of  "mTc  pertechnetate  in  0.5  and  0.4  mL 
were  suspended  at  and  off  the  center  of  rotation,  respectively, 
in  a  12.5  cm  diameter  cylinder  and  were  imaged  with  a  simple 
circular,  vertical  axis  of  rotation  (VAOR)  acquisition 


trajectory  in  air.  All  reconstructed  slices  containing  the  point 
sources  were  summed  and  a  region  of  interest  was  drawn 
encompassing  all  counts  in  the  image.  Equation  1  is  used  to 
determine  the  total  activity  in  the  reconstructed  image  which  is 
compared  to  the  dose  calibrator  measured  activity. 

A,  =  ZlA/v\v.\  <» 

Where  Atot  is  the  total  activity  in  the  cumulative  volume  of 
interest,  i  is  the  voxel  number,  AJV  is  the  reconstructed  voxel 
value  and  V  is  the  reconstructed  voxel  volume.  The 
reconstruction  scaling  coefficient  was  determined  by  the  ratio 
of  the  measured  activity  concentration  in  the  image  to  dose 
calibrator  activity. 

To  determine  the  iteration  at  which  the  measured  activity 
concentrations  in  the  reconstructions  vary  the  least,  the  data 
set  of  syringes  in  air  was  reconstructed  with  8  subsets  up  to 
100  iterations.  The  mean  value  (units  of  microcuries  per 
milliliter)  in  a  region  of  interest  (ROI)  in  the  reconstructed 
image  was  determined  every  5  iterations  for  up  to  100 
iterations  to  determine  the  iteration  where  convergence  is 
reached. 

C.  Geometric  &  Anthropomorphic  Phantoms 
1)  Linearity  Test 

Three  30  mL  syringes  were  filled  with  ~10  mL  of  clinical 
concentrations  of  aqueous  "mTc  pertechnetate.  The  syringes 
were  placed  in  a  12.5  cm  diameter  cylinder  (Fig.  3)  and 
imaged  in  air,  and  then  in  water,  and  water  plus  background 
activity.  The  initial  radioactive  concentrations,  measured  with 
a  calibrated  dose  calibrator  (CRC-30BC,  Capintec,  Inc., 
Ramsey,  NJ),  are  given  in  Table  I. 

Table  I:  Initial  radioactivity  and  activity  concentration  in  syringes  and 

CYLINDER. 


Activity  Volume  Activity  Cone 
(uCi)  (mL)  (uCi/mL) 


Syringe  1 

34.7 

9.7 

3.6 

Syringe  2 

113.3 

10 

11.3 

Syringe  3 

226.8 

11 

20.6 

Background 

386.8 

900 

0.430 

Fig.  3.  Photograph  of  syringes  with  varying  concentrations  of  radioactivity  in 
a  cylinder  with  an  aqueous  uniform  radioactive  background. 

2)  Breast  &  Lesion  Phantoms 

An  800  mL  anthropomorphic  breast  phantom  containing  a 
2.3  mL  acrylic-walled  sphere  ( Radiological  Service  Devices 
Inc.,  Newport  Beach,  CA)  and  a  1.6  mL  thin- walled  balloon 
( Harvard  Apparatus,  Holliston,  MA)  were  filled  with  aqueous 
"mTc  pertechnetate  (Fig.  4).  Table  II  gives  the  initial 
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radioactive  concentrations,  measured  with  a  dose  calibrator,  of 
the  spheres  and  background. 

Table  II:  Initial  radioactivity  and  activity  concentration  of  the  spheres 


AND  BREAST  PHANTOMS. 

Activity  Volume  Activity  Cone 
(uCi)  (mL)  (uCi/mL) 


Acrylic 

28.4 

2.3 

12.3 

Balloon 

19.8 

1.6 

12.4 

Background 

222.6 

765 

0.291 

Fig.  4.  Photograph  of  the  acrylic  (left)  and  balloon  (right)  spheres  in  the 
anthropomorphic  breast  phantom  filled  with  765  mL  of  water. 

D.  Data  Acquisition 

For  this  data,  128  projection  images  collected  over  360°  with 
vertical  axis  of  rotation  (VAOR),  30°  tilted  parallel  beam 
(TPB)  and  projected  sinusoidal  (PROJSINE)  ranging  from  15° 
to  45°  polar  tilt,  paths  (Fig.  5)  were  compared  for 
quantification  accuracy.  The  data  was  collected  with  a  ±4% 
photopeak  energy  window  centered  about  140  keV. 


Fig.  5.  3D  trajectories  (yellow  path)  of  the  gamma  camera  (blue  box)  used  to 
acquire  data. 

E.  Attenuation  and  Scatter  Corrections 

We  assumed  a  uniform  emission  volume  to  correct  for  signal 
loss  due  to  photon  attenuation.  A  map  of  the  attenuation 
coefficients  was  defined  by  reconstructing  the  data  to  the  first 
iteration,  thresholding  the  image  to  obtain  the  mask  of  the 
object,  and  assigning  each  pixel  a  constant  attenuation 
coefficient  for  water,  0.1545  cm"1  [7].  The  original  data  is  then 
reconstructed  a  second  time  implementing  the  uniform 
attenuation  map  along  with  the  following  scatter  corrections  in 
the  reconstruction  algorithm. 

For  scatter  correction,  the  Compton  Window  Method 
estimates  the  percentage  of  scatter  in  the  photopeak  with  a 
lower  energy  scatter  window  scaled  by  a  proportionality 
constant,  k  [2].  Because  a  ±  4%  symmetric  photopeak  window 
ranging  from  134  to  146  keV  was  used,  we  chose  to  center  the 
scatter  window  around  an  energy  that  produced  a  window 
abutting  the  photopeak  window:  123  keV  +/-  8%,  ranging 
from  113  to  133  keV.  Following  the  methods  outlined  in  [2], 
we  iteratively  empirically  determined  k  to  be  0.15,  consistent 
with  previous  measures  in  our  lab. 


F.  Reconstruction 

The  original  data  was  reconstructed  a  second  time 
implementing  the  attenuation  and  scatter  correction  maps.  For 
qualitative  visual  purposes  and  quantitative  observer  studies, 
previous  studies  have  shown  that  with  eight  subsets  the  2nd 
iteration  gives  the  best  SNR  and  contrast  values  [8].  To 
determine  the  optimal  iteration  point  for  quantification 
purposes,  the  image  set  of  the  syringes  in  air  was 
reconstructed  with  eight  subsets  up  to  100  iterations  with  the 
OSEM  reconstruction  code  [3].  A  reconstruction  grid  size  of 
150x150x150  was  used.  The  isotropic  voxel  size  was  selected 
to  be  the  same  as  the  detector  pixel  size,  with  2.5  mm  on  each 
side.  Thus,  gray  scale  values  of  the  reconstructed  images  are 
output  in  absolute  pCi/mL  units. 

G.  Data  Analysis 

Three  sagittal  slices  of  the  final  converged  reconstructed 
images  were  summed  and  ROIs  were  drawn  in  the 
syringe/lesions  and  backgrounds.  ROIs  for  the  syringes  were 
completely  within  and  not  close  to  the  edges  of  the  syringes  to 
avoid  partial  volume  edge  effects.  The  mean,  decay  corrected, 
reconstructed  image  activity  concentration  was  determined 
and  compared  with  the  dose  calibrator  measured  activity 
concentration.  The  percent  difference  was  calculated  to 
determine  the  accuracy  of  the  reconstruction  process. 


III.  Results  &  Disscussion 
A.  Convergence  of  Activity  Concentration  Value 
The  plot  in  Figure  6  shows  that  for  8  subsets,  the  20th 
iteration  will  provide  information  that  is  near  convergence  for 
each  trajectory. 
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Fig.  6.  Plot  of  mean  activity  concentration  in  an  ROI  as  a  function  of  iteration 
number.  Iteration  20  was  determined  to  be  a  good  compromise  for 
convergence  for  each  of  the  trajectories. 


B.  Linearity 

The  reconstructed  data  shows  evident  differences  in  contrast 
between  the  variety  of  activity  concentrations  (Fig.  7).  The 
decay  corrected,  mean  activity  concentration  has  good 
agreement  with  “known”  values  (Fig.  8).  The  “known”  values 
are  determined  from  dose  calibrator  measurements,  which  are 
considered  as  the  gold  standard.  The  results  indicate  that  the 
accuracy  has  some  dependence  on  both  activity  concentration 
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and  acquisition  trajectory.  For  lower  activity  concentrations, 
the  accuracy  is  worse  than  for  greater  amounts  of  activity 
(Table  III).  Generally,  the  accuracy  is  better  than  15%  for 
activity  concentrations  >3uCi/mL.  For  the  data  with  water  plus 
radioactive  background,  the  variability  between  scans  is 
generally  less  than  10%  for  all  three  acquisition  trajectories. 
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Fig.  7.  Average  of  seven  summed  reconstructed  slices  of  syringes  in  air  (TOP, 
LEFT),  water  (MIDDLE,  LEFT)  and  aqueous  radioactivity  background 
(BOTTOM,  LEFT)  acquired  with  a  VAOR  trajectory;  images  from  other 
trajectories  look  similar.  Three  pixel  line  profiles  (RIGHT)  through  each 
syringe  for  each  acquisition. 


Fig.  8.  Bar  charts  of  dose  calibrator  (red  lines)  and  decay  corrected  image 
measured  activity  concentrations  for  syringes  1,2,  and  3,  and  background. 

Table  III:  Percent  difference  of  syringes  in  air  for  each  acquisition 

TRAJECTORY. 

%  Difference 


Syringe  1  Syringe  2  Syringe  3 


VAOR 

9.14 

7.38 

3.7 

TPB 

17.2 

4.22 

5.45 

PROJSINE 

8.84 

3.36 

0.4 

C.  Breast  &  Lesion 

VAOR  and  PROJSINE  spherical  lesion  data  are  accurate  to 
within  15%,  while  TPB  data  have  consistently  greater  than 
30%  deviation  from  the  actual  dose  calibrator  measured 
concentration  (Fig.  10).  Because  the  TPB  data  is  insufficiently 
sampled,  elongation  artifacts  in  the  reconstructed  images 
distort  the  shape  of  the  breast  and  lesions,  dispersing  the 
activity  into  a  greater  image  volume.  Additionally,  there  is  an 
attenuation  map  inconsistency  given  the  elongation  artifact 
and  the  known,  smoothly  varying,  true  phantom  distribution. 
Therefore,  the  total  activity  is  dipersed  over  the  larger  volume, 
and  consequently  the  activity  concentration  reported  in  each 
voxel  decreases,  as  evident  in  the  images  set  to  the  same 
global  maximum  in  Figure  9. 

The  accuracy  of  measuring  the  background  concentration 
varies  greatly  (Fig.  10),  due  to  the  relatively  poor  counting 
statistics  of  the  low  activity  area. 
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Fig.  9.  MIP  images  of  reconstructed  data  set  to  a  global  maximum  containing 
acrylic  (top)  and  thin-walled  (bottom)  radioactive  lesion  phantoms. 


■  VAOR  TPB  PROJSINE 


Acrylic  Balloon 


Additional  future  steps  to  improve  results  would  include 
using  the  CT  reconstructed  data  set  to  calculate  the  spatial 
distribution  map  of  attenuation  coefficients  as  well  as  to  define 
the  ROI  for  better  placement,  and  correcting  for  partial 
volume  effects.  To  analyze  the  mean  activity  concentration  in 
the  syringes  we  were  able  to  use  relatively  large  ROIs  and 
place  them  well  within  the  boundaries  of  the  syringe, 
minimizing  partial  volume  effects.  However,  for  smaller 
and/or  irregularly  shaped  hot  spots  (lesions),  ROI  placement 
has  a  large  effect  on  the  measured  mean  activity 
concentration.  Thus,  having  a  CT  selected  ROI  would  give 
more  confidence  in  the  measurement. 
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Fig.  10.  Bar  charts  of  dose  calibrator  (red  lines)  and  decay  corrected  image 
measured  activity  concentration  for  the  acrylic  and  balloon  lesions  (TOP)  and 
uniform  breast  background  (BOTTOM). 


IV.  Conclusions 

A  method  to  quantify  the  activity  concentration  of  regions  of 
interest  in  data  acquired  with  our  unique  dedicated  SPECT 
system  has  been  implemented.  The  average  activity 
concentration  reported  in  hot-volume  regions  corresponds  to 
within  15%  of  the  actual  measured  activity  concentrations. 
Larger  errors  persist  in  diffuse  background  regions,  most 
likely  due  to  the  much  higher  noise  characteristics  (variability) 
in  the  background. 

For  this  anthropomorphic  breast  data  set,  VAOR  and 
PROJSINE  data  have  better  than  15%  accuracy  with  respect  to 
the  absolute  activity  concentration.  Insufficiently  sampled 
TPB  data,  not  unexpectedly,  has  the  worst  accuracy. 

Very  low  activity  concentrations  are  more  difficult  to 
accurately  quantify,  most  likely  due  to  their  poorer  counting 
statistics.  For  this  study,  a  ±4%  photopeak  energy  window  was 
used,  despite  that  part  of  the  photopeak  is  cutoff  due  to  low 
energy  tailing  using  the  compound  semi-conductor  detector 
system.  The  accuracy  of  quantifying  low  activity 
concentration  regions  by  utilizing  more  of  the  photopeak 
events  (increasing  the  counting  statistics)  will  be  investigated. 
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Abstract — The  emergence  of  application-specific  3D  tomo¬ 
graphic  small  animal  and  dedicated  breast  imaging  systems  has 
stimulated  the  development  of  simple  methods  to  quantify  the 
spatial  resolution  or  Modulation  Transfer  Function  (MTF)  of  the 
system  in  three  dimensions.  Locally  determined  MTFs,  obtained 
from  line  source  measurements  at  specific  locations,  can  char¬ 
acterize  spatial  variations  in  the  system  resolution  and  can  help 
correct  for  such  variations.  In  this  study,  a  method  is  described  to 
measure  the  MTF  in  3D  for  a  compact  SPECT  system  that  uses 
a  16  x  20  cm2  CZT-based  compact  gamma  camera  and  3D  posi¬ 
tioning  gantry  capable  of  moving  in  different  trajectories.  Image 
data  are  acquired  for  a  novel  phantom  consisting  of  three  radioac¬ 
tivity-filled  capillary  tubes,  positioned  nearly  orthogonally  to  each 
other.  These  images  provide  simultaneous  measurements  of  the 
local  MTF  along  three  dimensions  of  the  reconstructed  imaged 
volume.  The  usefulness  of  this  approach  is  shown  by  character¬ 
izing  the  MTF  at  different  locations  in  the  reconstructed  imaged 
3D  volume  using  various  (1)  energy  windows;  (2)  iterative  recon¬ 
struction  parameters  including  number  of  iterations,  voxel  size, 
and  number  of  projection  views;  (3)  simple  and  complex  3D  or¬ 
bital  trajectories  including  simple  vertical  axis  of  rotation,  simple 
tilt,  complex  circle-plus-arc,  and  complex  sinusoids  projected  onto 
a  hemisphere;  and  (4)  object  shapes  in  the  camera’s  field  of  view. 
Results  indicate  that  the  method  using  the  novel  phantom  can 
provide  information  on  spatial  resolution  effects  caused  by  system 
design,  sampling,  energy  windows,  reconstruction  parameters, 
novel  3D  orbital  trajectories,  and  object  shapes.  Based  on  these 
measurements  that  are  useful  for  dedicated  tomographic  breast 
imaging,  it  was  shown  that  there  were  small  variations  in  the  MTF 
in  3D  for  various  energy  windows  and  reconstruction  parameters. 
However,  complex  trajectories  that  uniformly  sample  the  breast 
volume  of  interest  were  quantitatively  shown  to  have  slightly 
better  spatial  resolution  performance  than  more  simple  orbits. 

Index  Terms — CZT  detector,  emission  imaging,  mammotomog- 
raphy,  modulation  transfer  function,  single  photon  computed  emis¬ 
sion  tomography,  three-dimensional  trajectories. 


I.  Introduction 

THE  Modulation  Transfer  Function  (MTF)  can  be  used  to 
characterize  the  frequency  composition  of  spatial  reso¬ 
lution.  For  emission  imaging,  the  MTF  can  be  determined  via 
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Fig.  1 .  (Left)  Photograph  of  the  acrylic  phantom  frame  with  three  brass  rods 
(brass  rods  were  used  in  place  of  capillaries  for  the  photo  to  clearly  display  the 
position  of  each  tube).  (Right)  Photograph  of  the  phantom  suspended  in  front 
of  the  compact  SPECT  camera  in  air  during  a  360°  acquisition. 


the  line  spread  function  (LSF)  from  images  of  a  line  source 
[1]  (i.e.  a  capillary  tube  filled  with  radioactivity)  or  an  edge 
source  (i.e.  radioactivity  placed  behind  a  lead  plate)  [2]  in  air. 
Measurements  are  usually  taken  at  various  distances  from  the 
camera  face  to  determine  spatial  variations  in  resolution.  MTF 
variations  with  respect  to  object- to-background  ratio  contribute 
to  characterizing  system  linearity.  Knowledge  of  these  varia¬ 
tions  in  the  spatial  resolution  of  an  imaging  system  is  important 
in  understanding  the  reliability  of  information  derived  from  an 
image,  (i.e.  gauging  the  minimum  size  of  a  lesion  that  could  be 
detected). 

In  emission  tomography,  spatial  resolution  is  determined 
quantitatively  by  measuring  the  LSF  or  point  spread  function 
(PSF),  and  semiquantitatively  by  assessing  the  reconstructed 
image  quality  of  standard  test  objects  such  as  the  3D  disk 
and  frequency -resolution  (cold  or  hot)  rod  phantoms.  In  2D, 
measurements  of  the  LSF  or  PSF  often  assume  that  radiation 
detectors  have  a  continuous  response  across  their  surface  that 
is  invariant  within  any  given  plane  parallel  to  the  detector’s 
surface.  However,  this  invariance  assumption  is  questionable 
for  recent  medium-  and  small-field-of-view  nuclear  emission 
cameras  having  quantized  detector  elements,  as  are  assumptions 
of  approximately  Gaussian  response.  Parallel  hole  or  pinhole 
collimation,  e.g.  for  small-animal  imaging,  involves  significant 
nonstationarity  in  gamma  camera  response.  It  is  also  more 
common  to  describe  the  system  performance  in  the  frequency 
domain  by  obtaining  the  Fourier  Transform  of  the  PSF  or  LSF. 
Generally,  image  filtering  is  done  in  frequency  space.  The  noise 
power  spectrum  (NPS),  detective  quantum  efficiency  (DQE), 
and  other  common  parameters  used  in  describing  system 
response  are  also  all  measured  in  the  frequency  domain  and 


0018-9499/$25.00  ©  2009  IEEE 


Authorized  licensed  use  limited  to:  DUKE  UNIVERSITY.  Downloaded  on  July  2,  2009  at  13:37  from  IEEE  Xplore.  Restrictions  apply. 


32 


662 


IEEE  TRANSACTIONS  ON  NUCLEAR  SCIENCE,  VOL.  56,  NO.  3,  JUNE  2009 


Fig.  2.  (a)  3D  setup  of  the  phantom  for  all  four  trajectories.  The  SPECT  camera 
(shown  as  a  gray  box)  is  facing  left  towards  the  phantom,  placed  at  the  center 
of  the  field-of-view.  The  phantom  consists  of  three  radioactivity-filled  capillary 
tubes  (labeled  A,B,C).  The  shown  placement  of  the  tubes  nearly  matches  the 
photograph  of  the  phantom  suspended  in  front  of  the  SPECT  camera  in  Fig.  1. 
The  direction  of  increased  polar  camera  tilt,  q,  is  also  shown  relative  to  the 
horizon,  (b)  Next  to  each  3D  schematic  is  the  corresponding  polar  plot  (i.e. 
camera  tilt)  of  the  camera  trajectory  (plotted  as  a  radius  with  +90°  at  the  center 
and  -30°  at  the  edge)  versus  azimuth  angle  (plotted  around  the  circle  from  0° 
to  360°).  (c)  Reconstructed  slice  (5th  iteration,  8  subsets,  80  x  80  x  80  grid 
size,  2.5  mm)  for  one  isolated  capillary  tube  located  in  air  acquired  with  aTPB 
orbit.  "Top,"  "M  iddle,"  and  "Bottom"  of  the  capillary  tube  are  defined  for  sub¬ 
sequently  presented  results,  and  span  11  cm  along  the  length  of  the  line  source. 


require  the  MTF  in  their  calculations.  Thus,  there  are  various 
reasons  for  computing  the  MTF  instead  of  simply  the  PSF  or 


TABLE  I 

Trajectory  Parameters  Used  for  Each  Acquisition 
Over  a  360°  Azimuthal  Range 


Trajectories 

Acronym 

Number 
of  Projs 

Polar  Tilt 
Range 
(min-max 
degrees) 

ROR 

Range 

(min-max 

cm) 

Vertical  Axis  of 
Rotation 

VAOR 

128 

0° 

8.74 

Tilted  Parallel 
Beam 

TPB 

128 

45° 

4.05 

Circle  Plus  Arc 

CPA 

139 

0°-45° 

4.05-6.48 

Three-Lobed 
Sinusoid  Projected 
onto  a  Hemisphere 

PROJSINE 

150 

15°-45° 

4.05-8.74 

LSF.  Therefore,  by  looking  at  the  frequency  response,  mea¬ 
surement  of  the  MTF  in  2D  or  3D  can  provide  a  quantitative 
insight  into  the  full  frequency  response  of  the  system  regardless 
of  the  detector  response  function. 

Previous  line-source  phantoms  used  to  measure  the  MTF  in 
3D  have  been  limited  to  measuring  the  spatial  resolution  one 
dimension  at  a  time  [3]-[5].  Arrays  of  point  sources  have  also 
been  used  to  assess  spatial  resolution  in  three  dimensions  at  var¬ 
ious  locations  throughout  the  image  volume  [6].  Flowever,  un¬ 
like  line  sources,  3D  arrays  of  point  sources  are  more  difficult 
to  manufacture  and  position  uniformly,  and  also  are  more  dif¬ 
ficult  to  evaluate  under  different  scatter  and  scatter-free  condi¬ 
tions  due  to  the  nature  of  their  support  structure.  For  this  work, 
a  novel  phantom  was  constructed  to  fully  evaluate  the  three-di¬ 
mensional  MTF  along  three  nearly  orthogonal  axes  after  a  single 
tomographic  acquisition.  This  phantom  allows  for  the  character¬ 
ization  of  spatial  resolution  in  three  dimensions  and  at  various 
locations  throughout  the  imaged  volume,  providing  insight  into 
the  total  amount  of  blur  and  its  spatial  variation.  This  phantom 
can  be  especially  useful  for  tomographic  imaging  systems  ca¬ 
pable  of  fully-3D  acquisitions  for  SPECT  or  PET,  though  it 
could  also  be  modified  for  use  in  transmission  imaging  systems 
[7]. 

Over  the  past  few  years,  our  laboratory  has  developed  a  ded¬ 
icated  emission  mammotomography  system  [8]- [11].  Several 
3D,  non-traditional,  noncircular  trajectories  about  a  pendant 
breast  with  various  lesion  sizes  located  in  different  areas  have 
been  implemented  and  assessed  [9],  [12].  Due  to  the  spatially 
varying  spatial  resolution  in  SPECT  and  the  nonlinear  response 
of  iterative  ordered- subsets  expectation  maximization  (OSEM  ) 
reconstruction,  the  system  blur  cannot  be  fully  described  by  a 
si ngle  LSF  or  M  T F .  I  nstead,  some  i ndi cati on  of  system  bl ur  can 
be  provided  by  measuring  the  blur  at  several  locations  in  the 
image,  for  several  signal-to-background  ratios,  and  for  several 
sizes  and  shapes  of  structures  of  interest. 

The  purpose  of  this  study  is  to  describe  the  novel  phantom 
and  to  use  this  phantom  to  characterize  the  local  MTF  in  3D  and 
to  identify  parameters  that  can  affect  the  overall  spatial  resolu¬ 
tion  of  our  current  SPECT  system.  Here  wefocuson  measuring 
the  MTF  in  different  locations  in  the  3D  volume  using  several 
different  energy  windows,  different  reconstruction  parameters 
and  acquisition  trajectories,  and  different  object  shapes.  In  the 
present  paper,  LSF  refers  to  the  image  of  a  line  source  in  zero 
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Fig.  3.  Photographs  of  the  MTF  phantom  contained  inside  (Left)  the  2000  mL 
cylinder  and  (Right)  850  mL  breast  phantom  shell.  (Bottom)  Phantom  was  im¬ 
mersed  i  n  the  w  ater  to  the  extent  possi  bl  e  to  q  uanti  f y  the  effect  of  d  i  ff erent  o bj  ect 
shapes  along  with  various  acquisition  trajectories  on  the  MTF,  and  (Top)  is  also 
shown  in  the  phantoms  without  water  present. 


background  and  at  a  particular  location.  MTF  refers  to  the  ab¬ 
solute  magnitude  of  the  Fourier  Transform  of  a  particular  LSF 
(i.e.  at  a  particular  location  in  the  image)  and  thus  throughout 
this  paper  the  MTF  will  be  referred  to  as  the  local  MTF.  In  ad¬ 
dition,  isotropic  in  this  paper  is  defined  in  terms  of  the  MTF 
being  uniform  throughout  the  entire  volume. 

II.  Materials  &  Methods 
A.  MTF  Phantom 

In  order  to  quantify  the  spatial  response  of  any  imaging 
system  including  detector  response,  image  acquisition  proce¬ 
dures,  complex  3D  trajectories,  scatter,  and  photon  attenuation, 
a  novel  phantom  was  constructed  (Fig.  1)  to  measure  the  local 
MTF  in  3D.  This  phantom  could  be  used  for  both  emission 
(SPECT,  PET,  or  even  M  Rl)  and  transmission  (X-ray  CT)  sys¬ 
tems  [7],  [13].  A  line  source  was  chosen  from  which  to  obtain 
the  MTF,  since  a  radioactivity-filled  capillary  tube  for  emission 
imaging  and  solid  tungsten  wire  for  transmission  imaging  are 
easily  interchangeable.  Thus,  this  phantom  would  allow  using 
a  similar  acquisition  and  quantification  procedure  for  most 
imaging  systems.  More  than  one  line  source  was  necessary 
such  that  the  MTF  could  be  measured  at  different  locations  in 
the  reconstructed  imaged  volume  after  a  single  tomographic  ac¬ 
quisition.  Using  too  many  lines  sources  runs  the  risk  of  creating 
an  overlap  between  the  line  sources  in  the  reconstructed  im¬ 
ages,  and  so  three  lines  were  chosen.  Additionally  the  phantom 
had  very  low  scatter  and  attenuation  characteristics,  could  be 
easily  assembled,  could  be  placed  in  any  desired  position  in 
the  camera's  field  of  view,  could  be  inserted  into  various  fluid 


filled  containers,  and  could  provide  flexibility  to  reposition  the 
line  sources  in  order  to  image  anywhere  in  the  imaged  volume. 

Based  on  the  desired  features,  acrylic  rods  (side  length  of 
7.8  cm)  are  attached  together  into  the  shape  of  a  box  frame. 
Three  capillary  tubes  (~11  cm  long  with  0.9  mm  inner  diam¬ 
eter)  filled  with  44.4-66.6  M  Bq  of  aqueous  "mTc  (140  keV) 
w ere  pi  aced  w  i  th i  n  the  boxed  frame  such  that  each  tube  w as  hel  d 
from  one  vertex  to  its  corresponding  opposite  end,  slightly  away 
from  another  vertex.  On  its  corresponding  opposite  end,  the  tube 
is  attached  to  a  slider  piece  which  gives  the  flexibility  to  posi¬ 
tion  the  tube  anywhere  along  the  length  of  the  side-rod  to  which 
it  is  attached.  Once  the  desired  position  of  the  rod  was  set,  the 
sliding  support  was  fixed  with  an  acrylic  screw  pressed  against 
the  side-rod.  Depending  on  the  size  of  the  SPECT  system,  pixel 
size  of  the  camera,  and  its  minimum  radius  of  rotation,  smaller 
or  larger  capillary  tubes  could  be  used  to  encompass  the  entire 
fi  el  d  of  vi  ew .  T  he  tu bes  w  ere  v i  si  bl  y  separabl  e  i  n  thei  r  posi  ti  ons 
such  that  they  did  not  touch  one  another,  and  spanned  the  entire 
field  of  view.  Also,  they  were  not  placed  at  exactly  orthonormal 
planes  in  order  to  avoid  interplay  of  measured  responses  from 
different  directions  near  the  center  of  the  field  of  view. 

B.  Data  Acquisition  and  Image  Reconstruction 

Our  emission  tomography  system  is  composed  of  a  compact 
16  x  20  cm2  field  of  view  cadmium  zinc  tel luride  (CZT) 
LumaGEM  3200S  gamma  camera  ( Gamma  Medica,  Inc., 
Northridge,  CA)  attached  to  a  hemi spherical ly  positioning 
gantry.  The  camera  uses  a  64  x  80  array  of  2.5  x  2.5  x  6  mm3 
quantized  CZT  elements  for  a  total  of  5120  pixels.  Measured 
mean  energy  resolution  of  the  gamma  camera  at  140  keV  is 
6.7%  FWFIM  and  overall  sensitivity  is  37.9  cps/M  Bq  [11].  A 
parallel-hole  collimator  with  hexagonal  holes  (1.2  mm  hole 
size  flat-to-flat  (inner  diameter),  0.2  mm  septa,  and  25.4  mm 
height)  is  used  in  these  studies.  Due  to  the  flexible  gantry,  the 
camera  can  be  positioned  anywhere  in  a  hemisphere  to  facili¬ 
tate  acquiring  projection  data  around  a  pendant  uncompressed 
breast  [8],  [9],  [11],  [12]. 

Projections  were  collected  over  a  360°  azimuthal  rotation 
around  the  phantom  suspended  in  air  [Figs.  1  and  2(a)]  using 
a  vertical  axis  of  rotation  (VAOR),  comparable  to  the  simple 
circular  orbits  used  by  clinical  SPECT  systems  (about  their 
horizontal  axis).  Acquisitions  were  made  at  a  radius  of  rotation 
(ROR)  that  corresponded  to  the  minimum  ROR  possible  when 
the  M  TF  phantom  was  placed  in  different  object  shaped  media 
(described  in  the  next  section).  Data  was  collected  in  list  mode 
and  post-processed  to  obtain  ±4%  and  ±8%  wide  symmetric 
energy  windows  about  the  140  keV  photopeak.  Total  scan  time 
for  each  acquisition  was  10  min,  with  increased  acquisition 
ti  mes  for  subsequent  scans  to  compensate  for  radi  oacti ve  decay. 
U  nder  these  conditions,  there  were  ~28  k  events  per  projection 
in  the  ±8%  wide  energy  windowed  data. 

Images  were  iteratively  reconstructed  using  8  subsets  of 
OSEM  ,  and  displayed  at  1,  3,  5,  and  10  iterations  in  all  cases. 
These  reconstructions  were  on  a  grid  of  80  x  80  x  80  voxels, 
for  two  different  voxel  widths— 1.25  mm  and  2.50  mm.  The 
reconstructions  were  performed  using  the  same  ray-driven  code 
as  described  earlier  in  [9],  [10]. 
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Three  other  trajectories  were  investigated:  (1)  tilted  parallel 
beam  (TPB)  with  45°  fixed  camera  tilt;  (2)  tilted  circle  plus 
(one)  arc  (CPA)  with  45°  max  camera  tilt,  and  (3)  athree-lobed 
sinusoid  projected  onto  a  hemisphere  (PROJSINE)  with  0°  to 
45°  polar  camera  tilting  range  (sinusoidal  amplitude).  These  tra- 
jectories  have  been  investigated  elsewhere  [9],  [11],  [12],  butnot 
for  their  frequency  response  characteristics.  These  trajectories 
and  the  direction  of  polar  camera  tilt  are  illustrated  in  Fig.  2. 
Specific  parameters  that  were  used  for  all  four  trajectories  are 
given  in  Table  I.  The  increased  number  of  projections  is  due 
to  the  use  of  polar  (<£)  sampling  along  with  azimuthal  (0)  sam¬ 
pling,  necessitating  A<j>  steps  along  with  A 6  steps  to  reach  360° 
azimuthally. 

C.  MTF  Phantom  in  Different  Object  Shapes 

The  degrading  effects  of  different  object  shapes  on 
the  MTF  were  also  evaluated  by  placing  the  line  source 
phantom  in  two  different  environments:  2000  mL  water-filled 
glass-walled  cylinder  (12  cm  diameter)  and  850  mL  water-filled 
pi astic-w ailed  breast-shaped  container  (nipple-to-chest distance 
of  11cm,  medial-lateral  distance  of  17  cm,  and  superior-inferior 
distance  of  18  cm)  (Fig.  3).  All  four  trajectories  were  inves¬ 
tigated  except  for  the  cylinder  where  only  VAOR  was  used. 
The  local  MTF  was  calculated  for  all  trajectories  measured 
with  the  phantom  placed  in  the  cylinder  and  breast.  Data  was 
collected  using  an  ±8%  wide  symmetric  energy  window  and 
was  post- processed  to  also  obtain  ±4%  wide  symmetric  energy 
windows.  Energy  window  width  for  dedicated,  uncompressed 
breast  imaging  has  been  shown  to  affect  image  quality  under 
various  acquisition  conditions  [14].  The  ±8%  wide  energy 
window,  while  not  exploiting  the  fine  resolution  capability 
of  CZT  (6.7%  intrinsic  FWHM ),  corresponds  to  that  used 
in  standard,  clinical  nuclear  medicine  camera  systems  (15% 
wide),  and  is  substantially  narrower  than  that  of  scintillator 
based  compact,  quantized  detector  element  gamma  cameras 
(30%  wide).  Furthermore,  early  contrast-detail  observer  studies 
with  this  system  have  shown  that  energy  windows  near  but 
above  the  intrinsic  system  resolution  allow  for  visualization  of 
small  objects  [14].  The  ROR  was  determined  by  placing  the 
breast  1  cm  or  less  away  from  the  camera  face  at  all  camera 
orientations.  For  all  four  trajectories  tested,  acquisitions  were 
obtained  at  the  same  RORs  used  for  the  phantom  in  air  (shown 
in  Table  I).  Scans  were  also  performed  over  10  min,  with 
increased  acquisition  times  for  subsequent  scans  to  compensate 
for  radioactive  decay.  Under  these  conditions,  approximately 
13  k  counts  were  collected  in  each  ±8%  wide  energy  win¬ 
dowed  projection  of  the  M  TF  phantom  measured  in  the  scatter 
media.  Iterative  reconstruction  was  performed  using  the  same 
parameters  for  the  projections  of  the  phantom  suspended  in  air. 

D.  Local  MTF  Determination 
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Fig.  4.  ResultsfortubeA  (top),  B  (middle),  and  C  (bottom)  show  little  variation 
in  MTFs  at  different  portions  along  thecapillary  line  source  for  a  360°  SPECT 
acquisition.  MTF  measurements  were  obtained  from  measurements  taken  of  the 
phantom  in  air  using  asimpleVAOR  orbit.  Nyquist  frequency  is  at  0.2  mm-1. 


The  overall  local  MTF  calculation  was  computed  based  on  an 

algorithm  presented  elsewhere  [15],  and  has  been  successfully  the  tube  was  acquired  by  using  a  Sobel  edge  detection  method 
applied  in  the  preliminary  local  MTF  measurements  of  our  3D  [16].  The  angle  and  position  of  the  tube  was  determined  by  the 
X-ray  computed  mammotomography  (CmT)  system  as  well  [7].  Radon  transform.  Based  on  the  resulting  curves  in  polar  coor- 
O  nee  the  images  were  reconstructed,  the  first  step  was  to  manu-  dinate  space,  thelocation  of  the  curves'  intersection  (i.e.  max- 
ally  rotate  the  images  such  that  each  tube  could  be  isolated  onto  imum  intensity)  gave  an  estimate  of  the  angle  and  spatial  po- 
a  single  slice  [Fig.  2(c)].  A  binary  line  image  of  the  outline  of  sition  of  the  line  source  [17].  Inaccuracy  in  estimating  the  true 
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Cylinder  -  VAOR  Breast  -  VAOR  Breast  -  TPB 


Fig.  5.  MTF  of  the  top  and  bottom  segment  of  the  capillary  source  B  placed  in  a  water- filled  cylinder  (Left)  and  aw  ater- filled  breast  shape  phantom  acquired  using 
VAOR  (Middle)  and  TPB  (Right)  orbits  at  ±4%  and  ±8%energy  windows.  Tighter  energy  windows  appear  to  have  a  slight  improvement  in  resolution  especially 
at  the  TPB  case. 


SPATIAL  FRLQUENCY  (CYCLES/MM) 

Fig.  6.  MTF  at  several  iterations  of  the  phantom  in  air  using  VAOR.  MTFs 
overlap  for  iterations  3,  5  and  10  (shown  by  arrow).  MTF  was  obtained  using 
the  top  portion  of  capillary  A. 


angle  of  a  I  i  ne  can  give  an  unsmooth  L  S  F  and  degrade  the  MTF, 
especially  in  higher  frequency  regions.  A  composite  local  LSF 
was  generated  by  reprojecting  and  resampling  a  small  region  of 
interest  around  the  line  source  onto  a  one-dimensional  array  of 
sub-pixel  bins  positioned  perpendicular  to  the  calculated  angle 
of  the  tube.  Use  of  subpixel  bins  was  necessary  since  the  sam¬ 
ples  were  not  uniformly  distributed  along  the  one-dimensional 
array  [18].  Different  subpixel  bin  sizes  (0.1,  0.3,  and  0.7)  were 
initially  tested  to  find  an  optimal  bin  size.  For  smaller  bin  sizes, 
such  as  0.1,  high  frequency  components  were  exaggerated  in 
the  MTF  due  to  the  increased  noise.  At  larger  bin  sizes,  such  as 
0.7,  the  zero  of  the  MTF  occurred  below  the  Nyquist  frequency. 
Therefore,  for  this  work  0.3  subpixel  bin  size  was  found  to  be 
the  optimal  size.  The  samples  were  thus  binned  to  1/3  of  the 


original  pixel  size  of  2.5  mm.  This  result  was  then  smoothed  by 
averaging  neighboring  pixels  within  a  three  pixel  moving  av¬ 
erage  window  to  get  the  final  local  LSF  (LSFf) 

LSFf(x)  =  LSF(x  —  1)  +  LSF(x)  +  LSF(x  +  1)  (1) 

where  x  is  the  spatial  location  of  the  pixel.  Smoothing  is  nec¬ 
essary  to  reduce  the  noise  and  effect  of  the  high-frequency  re¬ 
sponse^  the  M  TF.  Zero  padding  and  a  FI  anning  filter  were  also 
applied  to  the  local  LSF  to  eliminate  other  high  frequency  arti¬ 
facts. 

Corresponding  local  MTFs  were  calculated  by  taking  the  ab¬ 
solute  val ue  of  the  one-di mensi onal  discrete  F ouri er  T ransform 
of  the  LSFf 

MTF(f)  =  |^{LSFf(x)}|  (2) 

where  /  represents  the  spatial  frequency.  The  local  MTF  here 
describes  the  magnitude  of  the  component  response  of  the 
system  to  the  known  input.  Since  an  infinitely  small  line  source 
is  not  being  used,  the  effects  of  the  finite  width  of  the  capillary 
tube,  a,  is  corrected  for  by  dividing  the  M  TF  by  a  sine  (WO- 
This  MTF  was  finally  normalized  to  yield  the  final  MTF.  The 
MTFs  along  various  parts  of  the  tube  (e.g.  a  "local  MTF") 
were  calculated  in  order  to  evaluate  the  response  at  different 
locations  in  the  sampled  volume  [Fig.  2(c)]. 

For  each  tube,  an  average  MTF,  its  standard  deviation,  and 
upper  and  lower  bounds  for  the  estimated  average  MTF  was 
calculated  from  the  measured  MTF  along  different  segments 
of  the  tube.  Using  these  results,  the  root  mean  square  differ¬ 
ence  (RM  SD)  was  calculated  by  subtracting  the  upper  and  lower 
bounds,  squaring  the  difference,  finding  the  average  of  all  these 
squared  differences,  and  taking  the  square  root.  The  measured 
RM  SD  values  help  to  evaluate  the  amount  of  uniformity  in  the 
MTF  along  different  portions  of  a  single  line  source. 
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Fig.  7.  (Top  row)  MTF  obtained  of  the  phantom  in  air  at  a  reconstructed  voxel  size  of  (Left  column)  1.25  mm  (160  x  160  x  160  grid  size)  and  (Right  column) 
2.5  mm  (80  x  80  x  80  grid  size).  Plots  indicate  very  slight  difference  between  the  different  numbers  of  indicated  projections.  (Bottom  row)  Unlike  in  air,  the  MTF 
obtained  from  the  phantom  in  the  water-filled  cylinder,  for  both  voxel izations,  has  a  greater  decrease  and  more  anisotropy  in  MTF  for  the  64  projection  data  set. 
MTFs  shown  here  were  obtained  using  capillary  tube  B  and  VAOR  orbital  acquisition  (see  Fig.  2). 


III.  Results  and  Discussion 

A.  MTF  Along  Different  Line  Location 

Fig.  4  shows  the  local  MTFs  measured  in  air  with  the  ±8% 
wide  energy  window  at  different  locations  along  each  of  the 
nearly  orthogonal  capillary  tubes.  M  easurements  were  derived 
from  images  collected  of  the  phantom  in  air  using  the  VAOR 
orbit.  For  all  three  orientations,  there  was  only  a  small  varia¬ 
tion  in  the  MTF  along  the  lines,  indicating  uniform  3D  reso¬ 
lution  throughout  the  imaged  volume.  VAOR  orbits  are  known 
to  be  the  largest  uniformly  sampled  volumes  for  both  conven¬ 
tional  and  compact,  versatile  3D  SPECT  cameras  [9].  The  uni¬ 
formity  of  these  results  is  not  surprising  since  the  SPECT  scan 
was  collected  over  a  360°  azimuthal  orbit.  Flence,  projection 
"averaging"  throughout  this  reconstructed  volume  may  be  ex¬ 
pected  to  yield  a  nearly  uniform  response. 

B.  MTF  at  Different  Energy  Window 

The  MTF  was  also  determined  at  ±4%  and  ±8%  energy  win¬ 
dows  to  see  if  different  amounts  of  object  scatter  would  affect 
the  resolution  of  the  reconstructed  images.  Fig.  5  shows  the 
MTF  for  one  of  the  capillary  tubes  in  the  MTF  phantom  sus¬ 
pended  in  the  water-filled  cylinder  and  the  water-filled  breast, 


with  data  acquired  using  VAOR  and  TPB  orbits  at  both  energy 
windows.  For  the  cylinder,  there  is  no  difference  in  the  MTFs 
measured  anywhere  along  the  line. 

For  the  breast  phantom,  the  MTF  results  are  somewhat  dif¬ 
ferent.  There  are  differences  in  the  measured  M  TFs  at  different 
locations,  which  correspond  to  the  thicker  posterior  breast 
(top)  or  narrower  anterior  breast  near  the  nipple  (bottom), 
but  only  slight  differences  in  these  locations  due  to  energy 
window  width.  Furthermore,  using  a  smaller  energy  window 
with  incomplete  sampling  and  the  TPB  orbit  also  had  a  very 
slight  effect  on  the  local  MTF. 

C.  MTF  With  Various  Reconstruction  Parameters 

In  OSEM  ,  the  projection  data  is  grouped  into  subsets  and  the 
EM  algorithm  is  applied  to  each  subset  to  get  an  estimate  of  the 
image.  In  principle,  more  iterations  are  performed  until  the  algo¬ 
rithm  has  converged  to  a  true  (or  near)  optimum  value.  Flowever 
thiscan  yield  images  of  poor  qual  ity.  Previous  studies  for  emis¬ 
sion  mammotomography  imaging  breast  lesions  have  shown 
that  there  is  a  trade-off  between  the  rate  of  contrast  improve¬ 
ment  and  SNR  degradation  in  the  reconstructed  images  [8],  [9], 
[12].  Thiscontrast-SN  R  roll-over  is  similar  to  the  minimum  of  a 
bias-variance  metric.  For  SPECT  mammotomography  imaging 
this  roll-off  is  often  best  between  2  and  3  iterations. 
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In  a  similar  way,  the  measured  local  system  MTF  appears 
to  have  stopped  changing  after  only  a  few  iterations.  Fig.  6 
shows  the  MTF  at  1st,  3rd,  5th,  and  10th  iterations  along 
a  single  dimension.  The  slow-down  in  MTF  improvement  is 
probably  similar  to  the  slow-down  in  contrast  improvement 
with  increasing  iterations.  At  the  5th  and  10th  iteration,  it 
appears  that  there  is  no  change  in  the  MTF  beyond  the  3rd 
iteration.  The  results  are  similar  (not  shown)  for  the  other 
portions  of  each  of  the  three  capillary  sources  for  a  uniform 
orbit  such  as  VAOR. 

Using  smaller  voxel  sizes  and  fewer  projection  images 
during  iterative  reconstruction  can  also  have  an  effect  on 
the  measured  resolution  (Fig.  7).  As  voxel  size  decreases  and 
number  of  projections  increase,  the  MTF  expectedly  improves 
and  remains  consistent  (less  anisotropic),  especially  under  non¬ 
ideal  conditions  (i.e.  water-filled  cylinder)  (Fig.  7,  BOTTOM  ). 
From  these  plots,  it  can  be  inferred  that  when  acquiring 
fewer  projections  under  non-ideal  conditions,  the  MTF  varies 
significantly  due  to  incompleteness  of  sampling  the  scatter 
distribution  and  can  introduce  artifacts  in  the  reconstructed 
images.  Flowever,  very  small  differences  are  seen  in  the  MTF 
for  conditions  without  scatter  (Fig.  7,  TOP).  The  MTF  obtained 
at  128  projections  in  the  water-filled  cylinder  appears  to  be 
better  than  in  air.  This  could  be  due  to  the  increased  attenuation 
and  noise  in  the  scatter  images  which  made  it  more  difficult 
to  localize  the  signal. 

D.  MTF  With  Various  3D  Trajectories 

Other  than  VAO  R,  three  different  trajectories,  TPB ,  C  PA ,  and 
PROJ  SINE,  were  also  evaluated  by  measuring  the  MTF  at  three 
different  locations  along  thecapillary  tube  i n  ai r  (F ig.  8).  RM  SD 
results  in  Table  II  indicate  small  but  similar  variations  in  the 
MTF  forVAOR  and  PROJ  SINE.  The  importance  of  thisisthat 
the  complex  trajectory  will  likely  be  necessary  for  cl  ini  cal  breast 
imaging  [8],  [9],  while  VAOR  provides  a  completely  sampled 
region  with  the  largest  volume.  The  TPB  and  CPA  trajectories 
yielded  a  worse  MTF  in  the  top  portion,  but  had  a  better  MTF 
at  the  bottom  portion  due  to  the  relative  position  of  the  camera 
to  the  line  sources  (Fig.  8).  This  is  most  likely  due  to  a  combi¬ 
nation  of  incomplete  sampling,  attenuation,  and  distance  related 
degradations  associated  with  SPECT  imaging. 

Fig.  9  shows  the  difference  in  spatial  resolution  among  each 
of  the  four  orbits  for  the  top  segment  of  the  capillary  tube.  Pre¬ 
vious  studies  have  shown  that  insufficient  sampling  can  cause 
the  reconstructed  slices  to  be  distorted  [9],  [12].  For  the  TPB 
orbit,  in  contrast  to  the  bottom  segment  of  the  capillary  source, 
the  top  segment  of  the  capillary  tube  [shown  in  schematic  in 
Fig.  2(a)]  is  never  close  to  the  face  of  the  SPECT  camera, 
causing  a  difference  in  the  measured  spatial  response. 


Fig.  8.  Using  TPB  (top),  CPA  (middle),  and  PROJ  SIN  E  (bottom)  trajectories, 
the  MTFs  were  obtained  from  the  top,  middle,  and  bottom  segment  of  the  recon¬ 
structed  line  source  B.  The  MTF  s  for  TPB  andCPA  have  more  variation  among 
different  segments  along  the  tube  compared  to  VAOR  (Fig.  4,  middle)  and  PRO- 
J  SIN  E.  Forthe  bottom  line  segment,  bothTPB  andCPA  actually  give  a  higher 
MTF  than  VAOR  and  PROJ  SINE  due  to  the  bottom  segment  being  closest  to 
the  camera  throughout  the  trajectory,  as  seen  in  the  schematic  in  Fig.  2(a). 


E.  MTF  Within  Different  Object  Shapes 

the  MTF  obtained  in  air  and  in  the  cylinder  (Figs.  4  and  7),  but 
Using  a  VAOR  orbit,  the  MTF  was  determined  for  the  line  showed  a  slight  difference  in  comparison  to  the  MTF  obtained 
phantom  suspended  in  (1)  air;  (2)  a  water-filled  cylinder;  and  (3)  with  the  breast  phantom  (Fig.  10)  mostly  likely  due  to  the  differ- 
a  water-filled  breast  phantom  using  the  same,  fixed  ROR  for  all  encesin  object  shape  (i.e.  breast  phantom  versus  a  cylinder)  and 
three  cases.  I  mages  reconstructed  with  5  iterations  and  5  subsets  a  slight  difference  in  the  measured  location  relative  to  the  mea- 
of  an  OS  EM  algorithm  produced  minimal  differences  between  surement  in  air  or  with  the  cylinder.  RM  SD  values  for  capillary 
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TABLE  II 

RMSD  Values  for  Each  Capillary  Tube  Acquired 
Using  Various  Trajectories 


Trajectories 

Tube  A 

Tube  B 

TubeC 

VAOR 

0.049 

0.044 

0.039 

TPB 

0.145 

0.123 

0.042 

CPA 

0.103 

0.093 

0.091 

PROJSINE 

0.041 

0.032 

0.040 

SPATIAL  FREQUENCY  (CYCLES/MM) 


Fig.  9.  MTFs  were  obtained  from  the  top  segment  of  the  reconstructed  line 
source  B  for  each  of  the  three  orbits.  TPB  produces  slightly  worse  MTFs  than 
VAOR  and  PROJ SINE  since  the  top  segment  is  farther  away  from  the  camera 
for  those  trajectories. 


SPATIAL  FREQUENCY  (CYCLES/MM) 

Fig.  10.  MTF  obtained  from  the  line  phantom  (capillary  tube  B)  placed  in  the 
breast  using  the  VAOR  orbit.  Unlike  MTF  curves  obtained  in  air  and  a  cylinder, 
there  is  more  variation  in  MTF  in  a  breast  phantom. 


tubeB  acquired  in  air,  cylinder,  and  breast  are  0.044,  0.048,  and 
0.064,  respectively.  This  slight  degradation  in  resolution  seen 
with  VAOR  in  a  breast  phantom  illustrates  the  necessity  of  using 
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S P ATI ALF REQ U ENC Y  ( C YCLES/M M ) 

Fig.  11.  MTF  obtained  from  the  phantom  (top  and  bottom  segment  of  capillary 
tube  B)  placed  in  the  breast  using  TPB  (top),  CPA  (middle),  and  PROJ  SINE 
(bottom)  trajectories.  Results  are  very  similar  to  results  measured  in  air. 


novel  trajectories  that  use  increased  camera  tilt  angles  to  im¬ 
prove  sampling  and  also  achieve  a  closer  ROR.  As  shown  in 
Figs.  10, 11,  and  Table  III,  there  is  slight  variation  intheMTFs 
with  VAOR,  TPB  and  CPA  trajectories,  consistent  with  earlier 
results  using  these  trajectories.  There  is  considerably  less  vari¬ 
ation  with  PROJ  SINE.  Comparisons  of  all  four  trajectories  are 
plotted  together  for  the  top  and  bottom  segment  of  thecapillary 
tube  (Fig.  12). 
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Fig.  12.  MTF  of  the  top  (left)  and  bottom  (right)  segment  of  capillary  source  B  placed  in  the  breast  for  all  four  trajectories. 


TABLE  III 

RMSD  Values  for  Each  Capillary  Tube  in  Breast  Acquired 
Using  Various  Trajectories 


Trajectories 

Tube  A 

Tube  B 

TubeC 

VAOR 

0.056 

0.064 

0.086 

TPB 

0.103 

0.092 

0.122 

CPA 

0.092 

0.119 

0.096 

PROJSINE 

0.050 

0.052 

0.046 

IV.  Conclusion 

In  this  work,  we  have  developed  a  novel  phantom  for  use  in 
measuring  the  local  MTF  in  3D  to  evaluate  versatile,  novel  - 
trajectory  emission  tomographic  systems  and  provide  an  insight 
into  the  degrading  effects  caused  by  different  orbital  acqui¬ 
sitions,  different  shaped  geometries,  and  the  reconstruction 
process.  This  initial  study  demonstrated  that  energy  window 
has  a  secondary  effect  on  resolution,  in  contrast  to  incomplete 
sampling.  The  relatively  small  number  of  OSEM  iterations 
also  had  little  effect  on  the  MTF,  and  that  more  projections 
are  necessary  in  non-ideal  conditions  (i.e.  with  attenuation 
media)  to  yield  an  improved  and  more  isotropic  MTF.  Also,  it 
was  shown  that  unlike  for  simple  circular  (VAOR)  and  more 
complex  (PROJ  SINE)  trajectories,  asymmetric  acquisition  tra¬ 
jectories  (e.g.  TPB  and  CPA)  have  more  variations  in  the  MTF 
between  different  locations  in  3D  space.  Differences  between 
the  curves  are  caused  both  by  trajectories  having  fixed  polar 
tilt  and  subsequently  incomplete  sampling.  This  implies  that 
a  complex  trajectory  like  PROJ  SINE  more  uniformly  samples 
the  breast  volume  of  interest  and  may  be  necessary  for  clinical 
breast  imaging.  H  aving  flexible  3D  positioning  about  the  breast 
yielded  minimal  RMSD  differences,  which  is  important  for 
high  resolution  molecular  emission  imaging. 

This  study  also  demonstrates  the  benefit  of  using  a  local  3D 
MTF  phantom  to  evaluate  a  tomographic  imaging  system.  With 
such  a  phantom,  the  effect  of  attenuation,  scatter,  energy  win¬ 
dows,  reconstruction  process,  and  3D  trajectories  can  be  easily 
evaluated  to  get  a  better  understanding  on  how  these  different 
parameters  can  affect  image  quality. 
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Abstract 

A  compact  dedicated  3D  breast  SPECT-CT  (mammotomography)  system  is 
currently  under  development.  In  its  initial  prototype,  the  cone-beam  CT 
sub-system  is  restricted  to  a  fixed-tilt  circular  rotation  around  the  patient's 
pendant  breast.  This  study  evaluated  stationary-tilt  angles  for  the  CT  sub¬ 
system  that  will  enable  maximal  volumetric  sampling  and  viewing  of  the 
breast  and  chest  wall.  Images  of  geometric/anthropomorphic  phantoms 
were  acquired  using  various  fixed-tilt  circular  and  3D  sinusoidal  trajectories. 
The  iteratively  reconstructed  images  showed  more  distortion  and  attenuation 
coefficient  inaccuracy  from  tilted  cone-beam  orbits  than  from  the  complex 
trajectory.  Additionally,  line  profiles  illustrated  cupping  artifacts  in  planes 
distal  to  the  central  plane  of  the  tilted  cone-beam,  otherwise  not  apparent  for 
images  acquired  with  complex  trajectories.  This  indicates  that  undersampled 
cone-beam  data  may  be  an  additional  cause  of  cupping  artifacts.  High- 
frequency  objects  could  be  distinguished  for  all  trajectories,  but  their  shapes 
and  locations  were  corrupted  by  out-of-plane  frequency  information.  A  Ithough 
more  acrylic  balls  were  visualized  with  a  fixed-tilt  and  nearly  flat  cone-beam 
at  the  posterior  of  the  breast,  3D  complex  trajectories  have  less  distortion 
and  more  complete  sampling  throughout  the  reconstruction  volume.  While 
complex  trajectories  would  ideally  be  preferred,  negatively  fixed-tilt  source- 
detector  configuration  demonstrates  minimally  distorted  patient  images. 

(Some  figures  in  this  article  are  in  colour  only  in  the  electronic  version) 


1.  Introduction 

Over  the  past  decade,  dual-modality  tomographic  imaging  systems  have  grown  in  both  clinical 
and  precl i nical  popularity  and  offer  great  promise  in  the  detection  and  staging  of  numerous 
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cancerous  diseases,  monitoring  and  prediction  of  treatment  therapies  and  improving  precision 
of  surgical  biopsies.  The  main  benefit  of  acquiring  3D  transmission  and  emission  data  is 
in  the  ability  to  fuse  the  anatomical  framework  of  an  object  obtained  from  a  transmission 
image  with  an  emission  image  that  provides  the  in  vivo  localization  of  the  molecular  tracer, 
e.g.  in  a  tumor.  Additionally,  the  transmission  data  can  be  used  as  an  attenuation  map  to 
compensate  the  emission  data  for  photon  attenuation  and  absorption  by  overlapping  structures, 
making  the  molecular  images  more  quantitatively  and  spatially  accurate.  It  is  anecdotally 
observed  that  integrating  complementary  anatomical  and  molecular  functional  information 
can  lead  to  further  improvements  in  visual  quality  and  quantitative  accuracy  over  independent 
systems  alone  (Shreve  2000,  Israel  etal  2001,  Hany  etal  2002,  Hasegawa  etal  2002,  Schillaci 
and  Si monetti  2004). 

Our  lab  has  been  working  on  developing  such  a  dual-modality  single  photon  emission 
computed  tomography  (SPECT)  and  computed  tomography  (CT)  imaging  system  specifically 
dedicated  to  fully  3D  breast  imaging  (Crotty  et  al  2005,  2006,  M  adhav  et  al  2006).  With 
the  compact,  high  performance  gamma  camera  of  the  SPECT  system  (Brzymialkiewicz  etal 
2006)  and  the  novel  quasi-monochromatic  x-ray  cone-beam  of  the  CT  system  (McKinley 
et  al  2005b),  both  systems  have  independently  yielded  visualization  of  small  lesions  in 
the  breast,  especially  ones  closer  to  the  chest  wall.  Each  system  was  first  developed  on 
its  own  3D  positioning  gantry  which  permitted  simultaneous  azimuthal  and  polar  tilting 
motion  capabilities  (Brzymialkiewicz  et  al  2005,  M  cKinley  et  al  2005a).  This  allowed  the 
source- detector  combinations  to  be  positioned  anywhere  in  a  hemisphere  about  a  pendant, 
uncompressed  breast  during  a  tomographic  acquisition. 

In  its  initial  hybrid  integration  described  here,  the  SPECT  system  retains  its  fully  3D 
positioning  capability.  However,  theCT  system  is  placed  at  a  fixed-tilt  angle  and  restricted  to 
only  a  360°  circular  rotation  around  the  vertical  axis  of  a  pendant  breast.  Various  groups  that 
have  developed  cone-beam  dedicated  breast  CT  tomographic  scanners  have  also  been  limited 
to  using  a  circular  scan  during  image  acquisition  (Chen  and  Ning  2002,  Vedula  and  Glick 
2003,  Chen  et  al  2005,  Boone  et  al  2006).  This  limits  the  CT  system  in  its  ability  to  image 
deep  into  the  breast  and  chest  wall,  and  introduces  insufficient  sampling  which  has  previously 
been  shown  to  be  eliminated  by  using  3D  complex  acquisition  trajectories  (Kudo  and  Saito 
1990,  Zeng  etal  1994,  Junhai  etal  2003,  McKinley  etal  2005a,  Tornai  etal  2005).  In  this 
study,  we  describe  the  configuration  of  the  dual-modality  SPECT-CT  system  and  evaluate  the 
effects  on  object  distortion  with  the  CT  system  at  different  stationary  tilts.  It  is  necessary 
to  determine  if  a  stationary  tilt  will  (1)  permit  maximal  access  to  the  patient’s  breast;  and 
(2)  provide  sufficiently  sampled  information. 


2.  M  aterials  and  methods 

2.1.  Overview  of  the  SPECT-CT  system 

The  first  prototype  compact  dual-modality  SPECT-CT  system  was  built  (figure  1)  for  imaging 
pendant  uncompressed  breasts  (M  adhav  etal  2006).  Both  systems,  using  separate  detectors  to 
view  an  object  in  the  common  field-of-view  (FOV),  rest  on  a  common  rotation  stage  (model 
RV350CCHL,  Newport  Corp.,  Irvine,  CA)  to  allow  an  azimuthal  rotation  of  360°  around  the 
vertical  axis  of  the  breast.  The  SPECT  system  is  positioned  90°  relative  to  the  x-ray  source- 
detector  axis.  With  both  systems  on  the  same  gantry,  the  subject  is  not  required  to  move  in 
between  the  SPECT  andCT  acquisitions.  A  customized  patient  bed,  placed  above  the  hybrid 
system,  is  built  to  allow  for  patient  comfort,  shield  from  scatter  x-rays  and  avoid  collision  with 
the  equipment  below  (Crotty  etal  2007a). 
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Figure  1.  Photograph  of  the  prototype  dual-modality  dedicated  breast  imaging  tomographic 
system.  The  SPECT  sub-system  (center,  back)  is  placed  orthogonally  to  the  x-ray  tube  (right, 
front)  and  digital  flat-panel  detector  (left,  toward  back).  The  arrows  illustrate  system  motions 
(azimuthal,  polar  and  radius  of  rotation  (ROR)).  A  customized  patient  bed  is  located  above  the 
hybrid  system,  shown  with  a  breast  phantom  pendant  through  the  center  opening  in  the  table.  Note 
that  the  lesion-containing  breast  phantom  is  in  the  common  FOV  of  both  systems. 


Our  current  parallel-beam  emission  tomography  system  uses  a  compact  16  x  20  cm2 
field-of-view  Cadmium  Zinc  Telluride  (CZT)  gamma  camera  (model  LumaGEM  3200S™, 
Gamma  M  edica,  Inc.,  Northridge,  CA)  with  discretized  crystals,  each  2.3  x  2.3  x  5  mm3  on 
a  2.5  mm  pitch.  The  measured  energy  resolution  of  the  gamma  camera  at  140  keV  is  6.7% 
FWHM  and  the  collimator  sensitivity  is  37.9  cps  M  Bq_1(B  rzymial  kiewicz  etal  2005).  Higher 
energy  resolution  is  the  primary  reason  for  using  the  CZT  camera  over  a  scintillator-based 
camera  for  the  SPECT  system.  This  system  has  a  parallel-hole  collimator  with  hexagonal 
holes  (1.2  mm  hole  size  flat-to-flat,  0.2  mm  septa  and  25.4  mm  height).  The  camera  is 
attached  to  a  laboratory  jack  (model  M  -EL  120,  Newport  Corp.,  Irvine,  CA)  and  agoniometric 
cradle  (model  BGM  200PE,  Newport  Corp.,  Irvine,  CA)  permitting  various  radius  of  rotations 
(RORs)  and  polar  tilts  (0),  respectively. 

Our  existing  cone-beam  transmission  tomography  system  uses  a  rotating  tungsten  target 
x-ray  source  (model  Rad-94,  Varian  M  edical  Systems,  Salt  Lake  City,  UT)  with  a  0.4/0. 8  mm 
nominal  focal  spot  size  and  14°  anode  angle  and  a  20  x  25  cm2  FOV  Csl(Tl)-based  amorphous 
silicon  digital  x-ray  detector  (model  Paxscan  2520,  Varian  M  edical  Systems,  Salt  Lake  City, 
UT)  with  a  grid  sizeof  1920  x  1536  pixelsand  127  /xm  pitch.  Source  and  detector  are  secured 
to  thesame  aluminum  plate  astheSPECT  system.  A  custom-built  collimator  is  attached  to  the 
x-ray  source  to  hold  ultra- thick  K -edge  beam  shaping  filters  to  produce  a  quasi -monochromatic 
beam  (M  cKinley  et  al  2005b).  The  advantages  of  using  a  quasi-monochromatic  source  are 

(1)  improving  the  visualization  of  tissues  with  very  small  differences  in  attenuation  coefficients; 

(2)  using  a  low  x-ray  dose  and  (3)  minimizing  beam  hardening  effect.  For  these  studies,  a 
60  kVp  x-ray  beam  and  a  0.051  cm  cerium  filter  (Z  =  58,  p  =  6.77  g  cm-3,  K-edge  = 
40.4  keV,  Santoku  America,  Inc.,  Tolleson,  AZ)  were  used.  This  filter  was  approximately 
a  100th  attenuating  value  layer  which  reduced  the  exposure  of  the  incident  x-ray  beam  by  a 
factor  of  100  and  yielded  a  spectrum  that  had  a  mean  energy  of  approximately  36  keV  and  the 
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Figure  2.  Photographs  at  different  positions  of  the  dual-modality  system  rotating  around  a 
pendant,  uncompressed  breast  and  torso  phantoms.  Polar  plot  (center)  is  shown  for  the  SPECT 
(3D  noncircular  trajectory)  and  CT  sub-systems  (simple  fixed-tilt  circular  orbit). 

FWHM  of  15%  (McKinley  et  al  2004).  In  the  current  hybrid  setup,  the  source-to-image 
distance  (SID)  is  60  cm  and  source- to-object  distance  (SOD)  is  38  cm  resulting  in  a 
magnification  of  1.57  for  an  object  located  at  the  center  of  rotation  of  the  system. 

F  igure  2  illustrates  the  current  dual-modal  ity  SPECT-CT  system  rotating  around  a  pendant 
uncompressed  breast  phantom.  As  shown  in  the  corresponding  polar  plot,  the  SPECT  sub¬ 
system  has  fully  3D  positioning  capabilities  while  the  CT  sub-system  remains  at  a  fixed  polar 
tilt  as  the  system  rotates  360°  around  the  breast.  Along  with  the  parallel-beam  imaging 
geometry  of  the  SPECT  sub-system,  the  entire  volume  of  the  breast  is  in  the  FOV  of  both 
systems  even  at  different  cone-beam  CT  tilts  (figure  3). 

2.2.  Data  acquisition 

Object  visualization,  distortion  and  frequency  dependence  at  different  planes  of  the  image 
volume  were  measured  using  a  Defrise-type  disk  phantom  (model  ECT/M  l-DEF/P,  5  mm 
disk  thickness,  5  mm  disk  spacing,  Data  Spectrum  Corp.,  Hillsborough,  NC)  with  and 
without  3.5  mm  acrylic  balls  placed  in  the  interstitial  spaces  between  the  disks  (figure  4, 
left).  Another  measurement  utilized  a  breast  phantom  consisting  of  numerous  acrylic  balls 
suspended  throughout  the  enti  re  vol  ume.  T  hese '  suspended  spheres'  were  created  by  arrangi  ng 
5  mm  diameter  acrylic  balls  on  10  mm  center-to-center  pitch  in  a  cross  pattern  on  a  thin  plastic 
sheet.  Each  plastic  sheet  was  stretched  and  glued  to  the  bottom  of  a  circular  acrylic  frame 
(20  mm  height).  These  circular  bands  of  varying  diameters  were  stacked  together  to  roughly 
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Figure  3.  3D  CAD  model  of  the  SPECT-CT  system  with  a  breast  placed  at  the  center  of  rotation. 
The  breast  is  in  the  common  FOV  of  both  systems  regardless  of  the  tilt  of  the  CT  sub-system. 
Translucent  volumes  illustrate  the  intersection  of  both  the  parallel -beam  of  theSPECT  sub-system 
and  the  cone-beam  of  the  CT  sub-system. 


Figured  (left)  Photograph  of  the  disk  phantom  with  3.5  mm  acrylic  beads  in  the  gaps  between 
the  disks,  (right)  Photograph  of  5  mm  diameter  acrylic  spheres  suspended  on  thin  plastic  sheets 
inside  each  circular  band.  Each  frame  or  level  is  labeled  1  through  5,  with  1  being  the  smallest 
diameter  frame. 


contour  the  shape  of  the  breast  (figure  4,  right).  The  frames  could  also  be  immersed  in  liquids 
while  retai  ni  ng  the  di stri  bution  of  spheres  on  a  si  ngl e,  nomi  nal  ly  attenuati ng  pi ane.  F or  thi s  set 
of  experi  ments,  five  ci  rcul ar  concentri c  frames  were  pi aced  i  n  a  1050  mL  breast  phantom  shel  I 
(nipple-to-chest  distance  of  11  cm,  medial-to-lateral  distance  of  17  cm  and  superior- inferior 
distance  of  18  cm).  Throughout  this  paper,  each  frame  of  this  phantom  will  be  referred  to 
by  a  number  with  one  representing  the  circular  band  with  the  smallest  diameter  (nearest  the 
pendant  nipple). 

Several  measurements  were  taken  in  air  and  with  the  breast  uniformly  filled  with  mineral 
oil  to  provide  different  contrasts  between  the  acrylic  spheres  and  breast  background.  Due 
to  the  physical  distortion  of  the  breast  phantom  after  filling  it  with  oil  (i.e.  due  to  the  added 
weight),  only  the  four  smallest  annular  disks  fit  in  the  breast  shell .  M  ineral  oil  has  an  intrinsic 
density  of  0.87  g  cm-3  and  acrylic  has  a  density  of  1.19  g  cm-3. 
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Figure  5.  (top)  Polar  plots  for  (left)  simple  tilted  circular  orbits  and  (right)  3D  saddle  trajectory. 
Polar  tilt  is  defined  by  the  radius  of  the  circle,  and  the  azimuthal  angle  (location)  is  defined  around 
the  circumference  of  the  circle,  (bottom)  The  3D  CAD  drawings  of  the  CT  system  setup  and 
dark  circles  underneath  are  shown  to  illustrate  the  location(s)  of  the  source- detector  pair  during  an 
acquisition.  Negative  polar  tilt  is  defined  as  the  x-ray  detector  moving  down  (or  the  x-ray  source 
moving  closer  to  the  patient  bed). 


Initial  measurements  were  obtained  using  a  simple  circular  trajectory  at  0°,  ±5°,  ±10° 
and  ±15°  fixed  polar  tilts  (figure  5,  left),  and  a  saddle  trajectory  having  +15°  to  -15°  ranging 
polar  tilts  (figure  5,  right).  TheCT  system  pivots  at  the  intersection  point  between  the  central 
ray  of  the  cone- beam  and  center-of-rotation  axis.  A  prior  study  showed  that  using  a  noncircular 
acquisition  orbit  (i.e.  saddletrajectory)  will  i  mprovesampli  ng  (satisfyi  ng  T  uy's  data  sufficiency 
condition)  and  reduce  distortion  (McKinley  etal  2005a).  Note  that  a  negative  polar  tilt  is 
defined  as  the  x-ray  source  moving  up  (closer  to  the  patient  bed)  and  the  detector  moving  down 
(closer  to  the  ground).  For  ease  of  acquiring  images  using  the  various  tilted  circular  orbits 
and  complex  3D  trajectory  motion,  all  acquisitions  were  taken  on  the  independent  CT  system 
which  had  a  55  cm  SID,  35  cm  SOD  and  1.57  magnification.  In  this  setup,  the  x-ray  source 
and  detector  were  affixed  on  their  own  base  plate  which  rested  on  top  of  the  goniometer  and 
rotation  stage.  SimilartotheSPECT  sub-system  on  the  hybrid  device,  the  goniometer  allowed 
theCT  system  to  be  tilted  in  the  polar  direction  to  providetheflexibility  to  acquire  tomographic 
projection  data  at  various  fixed  tilted  circular  orbits  and  complex  trajectories.  Tube  potential 
was  set  at  60  kVp  with  a  1.25  mAs  exposure  per  projection  (McKinley  and  Tornai  2006). 
Projection  images  were  collected  every  1.5°  through  a  360°  azimuthal  acquisition  for  a  total 
of  240  projections.  The  total  scan  time  for  each  acquisition  was  6  min.  Although  the  breast  is 
somewhat  truncated  (seen  in  figure  5),  the  suspended  sphere  phantom  was  placed  in  the  breast 
volume  such  that  it  was  in  the  center  of  the  field-of-view  and  not  truncated. 

2.3.  Patient  study 

A  volunteer  with  biopsy  confirmed  breast  cancer  (adenocarcinoma)  in  her  left  breast  was 
imaged  with  the  dedicated  breast  CT  sub-system  having  a  tilted  circular  orbit,  under  a  protocol 
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Figure  6.  Sagittal  reconstructed  slices  of  the  disk  phantom  for  0,  ±5,  ±10  and  ±15,  and  saddle 
acquisition  trajectories. 


approved  by  the  Duke  University  Medical  Center  institutional  review  board  (IRB).  Informed 
written  consent  was  obtained. 

The  subject  was  scanned  with  the  hybrid  system  and  a  customized  patient  bed.  The 
CT  sub-system  was  at  a  -6.2°  tilt  for  the  entire  360°  acquisition.  Tube  potential  was  set  at 
60  kVp  with  a  1.25  mAs  exposure  using  our  standard  Ce  filtration. 

2.4.  Image  reconstruction  and  data  analysis 

Image  reconstruction  was  performed  on  the  CT  projection  images  by  increasing  the  log 
likelihood  via  the  iterative  ordered-subset  transmission  reconstruction  algorithm  (OSTR) 
(Erdogan  and  Fessler  1999),  using  a  ray-driven  image  reconstruction  code,  CT-M  ap  (Bowsher 
etal  2002),  which  also  accounted  for  the  3D  motion  of  theCT  system  (M  cKinley  etal  2005b). 
Projection  images  were  corrected  for  gain  and  offset  and  binned  to  4  x  4  pixels.  Reconstruction 
parameters  were  set  to  5  iterations,  16  subsets,  a  350  x  350  x  384  reconstruction  grid  and  a 
508  /xm3  voxel  size.  The  total  reconstruction  time  in  this  iterative  framework  was  4  h. 

Object  distortion  was  observed  using  the  sagittal  and  coronal  reconstructed  slices  of  the 
disk  and  suspended  sphere  phantoms  collected  for  all  acquisition  orbits.  Horizontal  and 
vertical  line  profiles  were  also  drawn  through  the  disks  and  acrylic  balls  to  compare  the 
differences  in  image  distortion  and  artifacts  for  all  acquisition  trajectories. 


3.  Results  and  discussion 

3.1.  Disk  phantom  without  acrylic  balls 

The  sagittal  reconstructed  slices  of  thedisk  phantom  (figure  6)  show  that  the  tilted  cone-beam 
acquisition  orbits  result  in  disk  distortion  especially  for  images  acquired  at  higher  positive 
tilts,  where  it  becomes  more  difficult  to  visibly  separate  out  each  of  the  five  disks.  At  some 
locations  in  the  reconstructed  volumes,  the  apparent  positions  of  the  disk  and  air  layer  appear 
to  be  reversed,  a  common  problem  with  aliased  or  highly  undersampled  tomographic  data. 
Tuy's  data  sufficiency  condition  states  that  for  cone-beam  imaging,  each  plane  crossing  the 
object  must  intersect  the  orbit  of  the  focal  poi nt  at  least  once  (Tuy  1983,  Smith  1985).  Due  to 
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F  igure  7.  Line  profi  I  es  obtai  ned  verti  cal  ly  through  the  di  sks  i  n  the  disk  phantom  for  al  I  acqui  si  ti  on 
trajectories.  Values  indicate  degrees  of  tilt  or  complex  trajectory.  Figure  6  indicates  the  position 
of  the  line  profile  shown  between  the  white  arrows. 


the  failure  to  meet  this  condition  with  a  wide  cone-beam,  reconstruction  of  si  ices  for  locations 
further  away  from  the  flat  plane  of  the  beam  (which  is  parallel  to  the  ground  and  intersects 
the  focal  point)  contains  significant  distortion  and  errors.  This  incompleteness  in  circular 
trajectories  with  cone-beam  acquisitions  has  been  seen  to  degrade  the  reconstructed  images, 
especially  with  the  use  of  large  cone  angles  (Webb  et  al  1987,  Kudo  and  Saito  1990,  Davis 
2005,  McKinley  etal  2005a). 

Figure  5  (bottom  left)  illustrates  the  cause  of  the  insufficient  sampling  in  our  experimental 
setup.  When  the  CT  system  is  at  a  -10°  tilt  with  the  detector  positioned  down  (closer  to  the 
ground),  the  cone-beam  is  relatively  flat  near  the  top  of  the  phantom.  This  location  would 
be  nearer  to  a  patient’s  chest  wall.  Better  sampling  and  minimal  disk  distortion  are  seen  in 
the  top  area  of  the  reconstructed  images  since  these  planes  intersect  the  orbit  of  the  vertex 
of  the  cone-beam  (figure  6,  top  row).  A  loss  in  resolution  and  inaccuracy  in  reconstruction 
are  observed  when  the  x-rays  travel  at  a  large  enough  angle  that  intersects  at  least  two  disks. 
Not  surprisingly,  the  reverse  is  true  for  the  +10°  tilt  case,  where  the  insufficient  sampling  now 
occurs  for  slices  that  are  reconstructed  from  divergent  x-rays  away  from  the  flat  plane  at  the 
bottom  of  the  cone-beam  (figure  6,  bottom  row).  Due  to  the  large  included  cone-beam  angle 
of  28°,  geometric  distortion  increases  with  circular  orbits.  However,  this  limitation  can  be 
overcome  by  using  a  3D  complex  acquisition  trajectory  such  as  a  saddle  orbit,  which  is  easily 
implemented  on  our  independent,  3D  CT  imaging  system.  As  shown  in  the  reconstructed 
image  slices  (figure  6,  left),  the  saddle  trajectory  can  reproduce  the  object  with  minimal 
geometrical  distortion  due  to  the  improved  sampling  throughout  the  object  volume. 

A  vertical  line  profile  was  obtained  for  all  trajectories  semi-quantitatively  confirming 
the  disk  distortion  (figure  7)  seen  in  the  earlier  reconstructed  images  (figure  6).  The  shape 
of  the  line  profile  for  the  saddle  acquisition  has  a  relatively  distortion-free  and  constant 
attenuation  coefficient  value  through  each  of  the  five  disks  and  cylindrical  support  structure, 
in  contrast  to  the  varying  results  from  the  tilted  acquisition  trajectories.  Those  other  profiles 
illustrate  definite  distortion  and  artifacts  especially  for  planes  farther  away  from  the  flat,  more 
completely  sampled  plane  of  the  cone-beam  acquisition.  These  distortions  cause  the  profiles 
to  have  a  greater  variation  in  the  attenuation  coefficient  value  among  each  of  the  disks.  For 
instance,  in  the  -10°  tilt  situation,  the  profile  taken  through  the  disks  near  the  top  of  the  disk 
phantom  is  less  distorted  than  the  profile  taken  through  the  disks  further  away.  Therefore,  it 
is  clearly  illustrated  how  complex  3D  acquisition  trajectories  can  overcome  these  cone-beam 
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Figure  8.  (left)  Reconstructed  sagittal  sliceof  thedisk  phantom  acquired  with  the  saddle  trajectory, 
(right)  Horizontal  line  profile  for  all  acquisition  trajectories.  Arrows  indicate  the  position  of  the 
profile. 

sampling  artifacts,  especially  for  the  outer  planes  of  the  beam  where  distortions  become  more 
significant. 

A  horizontal  line  profile  was  also  drawn  across  regions  of  the  reconstructed  images  of  the 
disk  phantom  (figure  8,  right).  For  the  profiles  obtained  with  simple  circular  orbits,  cupping 
artifacts  were  observed  and  became  worse  at  locations  further  away  from  the  flat  horizontal 
plane  of  the  cone-beam.  Cupping  artifacts  are  generally  considered  to  be  consisted  of  scatter 
and  beam  hardening  in  the  projection  images.  Since  the  disks  are  virtually  suspended  in  air, 
scatter  is  minimal  in  this  experimental  setup.  A I  so,  the  independent  dedicated  breastCT  system 
uses  a  quasi-monochromatic  beam  which  virtually  eliminates  beam  hardening  (M  cK  inley  etal 
2005b,  Crotty  et  al  2007b).  Therefore,  the  apparent  cupping  artifacts  are  most  likely  caused 
by  data  insufficiency.  The  profile  in  figure  8  shows  the  saddle  trajectory  having  more  constant 
profile  values  than  the  other  tilted  circular  acquisition  orbits.  Using  a  table  of  x-ray  mass 
attenuation  coefficients,  the  measured  attenuation  coefficient  of  acrylic  at  36  keV  is  0.30  cm-1 
(Hubbell  and  Seltzer  1996).  The  line  profile  shows  a  reduced  attenuation  coefficient  value 
primarily  due  to  the  presence  of  scatter.  Negative  circular  acquisition  orbits  display  a  slight 
cupping  artifact  due  to  the  location  of  the  flat  plane  of  the  cone- beam  relative  to  the  position  of 
the  line  profile.  A  distinct  and  consistent  decrease  in  attenuation  coefficient  values  at  higher 
positive  angle  acquisition  orbits  is  observed  since  this  region  is  in  the  outer  planes  (i.e.  x-rays 
at  larger  angles)  of  the  cone- beam,  relative  to  where  the  profile  was  measured. 

3.2.  Disk  phantom  containing  additional  acrylic  balls 

Disk  distortion  due  to  undersampling  was  next  examined  with  the  disk  phantom  uniformly 
packed  with  3.5  mm  acrylic  beads  in  the  interstitial  spaces  between  each  disk.  The  intent  with 
this  modified  disk  phantom  was  to  evaluate  whether  there  was  an  object  frequency  dependence 
on  the  reconstructed  image  results  by  imaging  both  the  disks  and  considerably  smaller  acrylic 
balls  simultaneously.  Figure  9  shows  a  not  surprisingly  similar  disk  distortion  as  seen  for 
the  disk-only  phantom  without  the  balls.  Furthermore,  despite  the  inaccurate  reproduction  of 
the  disks  located  further  away  from  the  fully  sampled  plane  of  the  cone-beam,  some  small 
acrylic  beads  can  be  singled  out,  and  appear  to  be  less  distorted  in  these  same  areas.  The  saddle 
trajectory-acquired  data,  which  clearly  illustrate  the  visualization  of  all  balls  in  that  given  slice, 
can  be  used  as  the  standard  wi  th  whi  ch  to  compare  al  I  the  other  acqui  red  and  reconstructed  data. 
A  line  profile  through  the  bottom  row  of  acrylic  balls  in  the  phantom  confirms  that  each  can  be 
distinctly  separated  (figure  10).  These  findings  suggest  that  identifying  an  amorphous  object  in 
reconstructed  space  partly  depends  on  the  distribution  of  its  frequency  components  (Bartolac 
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Figure  9.  Sagittal  reconstructed  central  slices  of  the  disk  phantom  containing  additional  acrylic 
balls  for  0,  ±5,  ±10  and  ±15,  and  saddle  acquisition  trajectories.  (Bottom)  Magnification  of 
a  small  area  of  the  disk  phantom  for  ±10  and  saddle  acquisition  trajectories  to  illustrate  the 
visualization  of  the  acrylic  balls. 
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Figure  10.  Horizontal  line  profile  taken  through  the  bottom  row  of  acrylic  bal  Is  i  n  the  disk  phantom 
for  all  acquisition  trajectories.  Figure  9  indicates  the  position  of  the  line  profile  shown  between 
the  white  arrows. 
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Figure  11.  (top)  Reconstructed  coronal  slices  of  the  spheres  arranged  in  a  cross  pattern  acquired 
with  saddle.  Outer  thin  perimeter  is  the  actual  breast  cup;  inner  thicker  annulus  isthe  acrylic  frame 
supporting  the  sheet  suspending  the  balls,  (middle)  Vertical  and  (bottom)  horizontal  profi les  drawn 
through  the  acrylic  balls  along  the  directions  indicated  between  the  white  arrows. 


etal  2006).  In  this  case,  the  high  frequency  and  discrete  obj  ects  (i  .e.  acrylic  balls)  remain  more 
preserved  than  the  low-frequency  information  (i.e.  disks).  One  study  has  previously  shown  that 
data  collected  with  larger  cone  angles  sustained  high-frequency  details  despite  the  distortion 
and  artifacts  associated  with  cone-beam  imaging,  while  smaller  cone  angles  maintained  low- 
frequency  details  at  the  expense  of  the  lower  signal-to-noise  ratio  (Davis  2005).  Our  results 
with  the  dedicated  mammotomographic  imaging  system  are  consistent  with  these  previous 
findings.  For  all  tilted  orbits,  figure  9  shows  that  the  low-frequency  information  in  the  disks 
is  preserved  around  the  area  of  the  flat  plane  of  the  cone-beam  (i.e.  small  cone  angles)  while 
at  locations  further  away  (i.e.  large  cone  angles)  the  high-frequency  information  of  the  acrylic 
spheres  is  kept  regardless  of  the  disk  distortion.  N  ot  surprisingly,  use  of  the  more  completely 
sampling  saddle  trajectory  nearly  completely  eliminates  these  sampling-related  distortions. 

3.3.  Suspended  spheres  in  air  in  the  breast  phantom 

Object  distortion  was  additionally  examined  in  different  coronal  slices  of  a  breast-shaped 
phantom  with  the  suspended  sphere  phantom  inside  its  tiered  frame.  Horizontal  and 
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Figure  12.  (top  left)  Reconstructed  slice  of  frame  3  obtained  with  the  -10°  tilted  orbit,  (bottom 
left)  Reconstructed  slice  of  frame  4  obtained  with  the  +10°  tilted  orbit.  Solid  arrow  illustrates  an 
overlapped  region  in  which  the  frame  below  can  also  be  seen  in  this  single  slice  (shown  at  the 
arrow  tip).  Dotted  arrow  illustrates  the  geometric  distortion  of  the  acrylic  frame,  (middle  column) 
Reconstructed  slice  of  the  same  phantom  acquired  with  the  saddle  trajectory,  (right  column) 
Line  profile  (obtained  from  between  arrows  on  the  saddle  slice)  shows  some  artifacts  due  to  the 
overlapped  regions  in  the  slice  acquired  with  the  (top)  -10°  and  (bottom)  +10°  tilts. 


vertical  lines  drawn  across  images  of  the  acrylic  balls  in  the  three  smallest  circular  disks 
(frames  1-3)  placed  closest  to  the  nipple  showed  negligible  differences  among  different 
acquisition  trajectories  (i.e.  fixed  tilt  or  saddle)  (figure  11).  However,  close  inspection  of  the 
reconstructed  coronal  slices  through  each  of  the  annular  disks  obtained  using  stationary  polar 
tilt  orbits  revealed  overlapping  structures  (figure  12).  For  the  -10°  tilt  cone-beam  acquisition, 
there  is  nearly  complete  sampling  close  to  the  top  slice  (near  the  chest  wall)  where  all  objects 
are  more  completely  sampled  and  no  overlapping  (i.e.  out-of-plane)  structures  can  be  seen 
there.  However,  with  a  negative  system  tilt,  overlapping  structures  (i.e.  from  the  frame  below) 
become  more  noticeable  in  reconstructed  slices  closer  to  the  nipple  (figure  12,  top  left).  Due 
to  the  insufficient  polar  sampling  that  does  not  'fill  in’  additional  views  of  the  object  in  the 
FOV,  out-of-plane  information  is  inaccurately  superimposed  on  any  single  plane  of  interest 
(shown  by  the  white  solid  arrow  in  figure  12,  top  left).  The  reverse  trend  is  true  in  the  +10° 
tilt  case  (figure  12,  bottom).  However,  using  the  saddle  trajectory,  there  is  more  complete 
polar  sampling  yielding  far  fewer  noticeable  artifacts  in  the  reconstructed  slices  (figure  12, 
middle  column).  The  line  profiles  (figure  12,  right  column)  illustrate  how  out-of-plane  object 
information  acquired  with  an  incomplete  sampling  trajectory  can  contribute  contaminated 
information  into  a  given  plane  of  interest.  With  3D  acquisition  trajectories,  such  as  saddle, 
there  is  more  complete  sampling  of  the  object  volume  in  the  polar  and  azimuthal  directions, 
resulting  in  the  reduction  of  overlapping  structures  originating  out-of-plane.  Although  more 
of  the  acrylic  balls  can  be  clearly  seen  when  the  top  of  the  cone-beam  is  level  (i.e.  -10°  tilt) 
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Figure  13.  Reconstructed  slice  of  frame  5  acquired  at  (left)  -10°,  (middle)  +10°  tilt  and  (right) 
saddle  trajectory.  The  top  plane  at  the  -10°  tilt  is  more  uniformly  sampled,  whereas  this  frame  is 
out  of  the  FOV  for  many  of  the  angles  with  the  other  two  trajectories.  Even  though  more  acrylic 
balls  are  seen  at  the  -10°  tilt,  3D  complex  trajectories  have  less  distortion  and  more  complete 
sampling  throughout  the  reconstruction  volume. 
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Figure  14.  (left)  Vertical  and  (right)  horizontal  profiles  over  lesions  of  frame  4  obtained  with  the 
+10°  tilt  and  saddle  shown  in  figure  12,  bottom. 


near  the  back  of  the  pendant  breast  (i.e.  near  chest  wall),  complex  3D  trajectories  overall  allow 
for  less  distortion  and  more  complete  sampling  (figure  13). 

Profiles  drawn  over  the  acrylic  balls  of  frame  4  shown  in  figure  12,  bottom,  are  illustrated 
in  figure  14.  Consistent  with  the  earlier  disk  measurements  (figure  8),  the  horizontal  and 
vertical  profiles  also  show  that  there  is  a  cupping  artifact  with  the  fixed-tilt  orbit  by  observing 
the  intensities  from  the  edge  toward  the  center,  which  could  be  mistaken  for  scatter  or  beam 
hardening.  This  is  missing  from  the  saddle-acquired  data  due  to  its  more  sufficient  sampling 
throughout  the  i  maged  vol  ume. 

E ff ects  of  i  nsuffi ci ent  sampl  i  ng  w ere  al so  seen  i  n  the  reori ented  sagi ttal  si  i  ces  of  the  breast 
phantom  (figure  15).  When  the  system  is  at  a  -10°  tilt,  there  is  better  sampling  at  the  top 
of  the  reconstructed  volume  compared  with  the  bottom.  This  is  illustrated  by  the  uniformity 
of  the  peak  heights  of  the  profiles  across  the  FOV.  This  phenomenon  is  reversed  for  the  +10° 
tilt,  which  again  shows  a  similar  cupping  artifact  as  illustrated  earlier,  in  which  the  plane  was 
located  at  an  extreme  edge  of  the  cone-beam.  However,  while  the  particular  image  shows 
artifacts  at  the  top  with  a  saddle  trajectory,  line  profiles  confirm  that  there  is  uniformity  of 
signal  amplitude  through  the  entire  reconstructed  volume,  for  the  indicated  spheres. 
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Figure  15.  (top)  Sagittal  reconstructed  si  ices  of  the  ball  phantoms  acquired  at  indicated  trajectories, 
(bottom)  Profiles  drawn  through  the  ball  phantom  (bottom  left)  at  frame  2  (indicated  in  the  top- 
middle  image)  and  (bottom  right)  at  frame  4.  Tilt  at  -10°  shows  greater  peak  uniformity  at  frame 
4,  whilethe+10°  tiltshows  more  uniformity  atframe2.  Saddle  trajectory  shows  stable  peak  height 
uniformity  throughout  the  reconstructed  volume. 


Figure  16.  Reconstructed  slices  of  frame  3  of  the  suspended  sphere  phantom  in  oil  acquired  at 
various  acquisition  trajectories  as  indicated.  A  Ithough  the  breast  phantom  is  truncated,  the  circular 
frames  are  completely  in  the  FOV.  Images  acquired  with  a  fixed  polar  tilt  and  circular  orbit  had 
a  circular  ring  due  to  nonuniformity  errors  (indicated  by  an  arrow)  in  some  of  the  reconstructed 
slices.  However,  in  the  same  si  ice  for  the  saddle  trajectory,  there  is  no  circular  ring  apparent. 


3.4.  Suspended  spheres  in  oil  in  the  breast  phantom 

In  order  to  assess  whether  these  phenomena  are  visible  in  lower  contrast  environment,  the 
breast  shell  containing  the  suspended  sphere  phantom  was  uniformly  filled  with  mineral  oil. 
Figure  16  shows  the  reconstructed  slices  of  frame  3  measured  with  the  different  indicated 
trajectories.  When  examining  the  images  for  all  trajectories,  a  series  of  circular  rings 
appear  in  the  reconstructed  slices,  except  for  the  saddle  trajectory.  Typically,  these  rings 
in  reconstructed  images  occur  due  to  the  nonuniform  response  between  detector  elements, 
errors  in  detector  gain  calibration,  etc.  The  advantage  of  using  a  3D  complex  trajectory  such 
as  saddle  is  that  si  nee  the  same  detector  element  does  not  always  view  the  object  from  the  same 
vantage  point,  the  detector  nonuniformity  effect  is  not  compounded  hence  amplified.  For  this 
reason,  reconstructed  images  acquired  with  the  3D  saddle  trajectory  tend  to  not  have  these 
artifacts. 
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Figure  17.  Reconstructed  CT  (left)  coronal  and  (right)  transverse  image  slices  of  human  subject 
volunteer. 

As  with  the  experiments  in  air,  horizontal  line  profiles  (not  shown  here)  drawn  over 
the  acrylic  balls  near  the  chest  wall  (or  back  of  the  breast  phantom)  also  showed  improved 
sampling  for  the  negative  tilted  orbits,  since  this  layer  of  the  phantom  was  located  closer  to 
the  flat  part  of  the  cone- beam. 

3.5.  Patient  data 

Figure  17  shows  the  result  of  our  first  CT  patient  study  acquired  with  a  -6.2°  tilted  orbit. 
The  real  human  subject  data  are  meant  to  illustrate  here  the  high-frequency  content  as  well 
as  the  nonuniform  nature  of  the  object  ultimately  intended  to  be  imaged.  Although  the 
geometric  phantoms  have  shown  the  known  and  consistent  artifacts  due  to  undersampling  with 
circular  cone-beam  acquisitions,  these  patient  images  show  that  the  perception  of  distortion 
and  reconstruction  inaccuracy  are  minimal  and  details  are  preserved  (M  adhav  etal  2008).  As 
described  in  the  previous  sections,  this  is  due  to  small  negative  tilts  having  more  complete 
sampling  near  the  chest  wall  and  the  components  of  the  breast  consisting  of  more  high- 
frequency  detail. 

4.  Conclusion 

Imaging  with  a  dedicated  dual-modality  breast  imaging  tomographic  system  may  help  to 
improve  identification  and  localization  of  lesions  during  patient  screening,  diagnostic  work-ups 
and  therapeutic  monitoring  of  response.  The  two  main  advantages  of  having  a  dedicated  versus 
a  whole-body  imaging  system  are  that  the  x-ray  radiation  dose  is  limited  to  only  the  breast 
and  axillary  regions.  Thus,  imaging  can  be  optimized  for  the  breast,  and  potentially  ‘peer’ 
into  the  chest  wall  and  axillary  region  to  improve  the  detection  of  small  breast  tumors  without 
unduly  contorting  the  subjects.  Furthermore,  this  system  can  acquire  images  sequentially  with 
theSPECT  and  CT  sub-systems  without  transferring  the  subject  from  one  location  to  another 
or  moving  the  patient  bed  in  between  acquisitions.  This  should  minimize  acquisition  time 
and  allow  SPECT  and  CT  images  to  be  consistent  and  correlate  with  each  other  for  easier 
co-registration.  Our  current  prototype  dedicated  SPECT-CT  system  can  provide  volumetric 
fully  3D  registered  and  fused  breast  images.  This  system  can  image  an  entire  breast  close  to  the 
chest  wall  to  facilitate  the  detection  and  biopsy  of  small  tumors  without  breast  compression. 
This  system  has  common  emission  (SPECT)  and  transmission  (cone-beam  CT)  FOVs  that 
intersect  each  other,  as  opposed  to  being  either  on  separate  systems  or  linearly  juxtaposed  on 
separate  gantries. 

Here,  the  CT  component  of  the  hybrid  assembly  was  characterized  for  various  system 
orientations  and  acquisition  trajectories.  I  maging  results  of  the  disk  phantom  with  and  without 
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acrylic  balls,  and  tiered  cross-shaped  ball  phantoms  suspended  throughout  the  3D  breast 
volume  acquired  using  stationary  polar  tilted  simple  circular  orbits,  demonstrated  geometric 
distortions  and  reconstruction  inaccuracies  (i.e.  overlapping  structures,  circular  ring)  that 
manifest  themselves  as  cupping  artifacts.  These  cupping  artifacts  are  distinctly  differentfrom 
those  commonly  known  to  arise  from  scatter  and  beam  hardening.  Given  that  insufficient 
cone-beam  sampling  yields  an  additional  component  of  reconstruction  'cupping',  any  general 
scatter  correction  algorithm  applied  to  these  regions  may  indeed  'flatten'  the  response  across 
the  image,  but  would  incorrectly  account  for  the  measured  scatter  response.  That  resulting  data 
could  not  explicitly  be  considered  quantitative  in  terms  of  resulting  attenuation  coefficients. 
Blur  around  the  disks  i  n  the  disk  phantom  was  progressively  observed  away  from  the  horizontal 
plane  of  the  cone-beam,  which  had  the  more  complete  sampling  using  simple  circular  orbits. 
From  the  results  of  this  study,  we  suggest  that  these  incomplete  sampling-based  cupping 
artifacts  are  an  addition  to  but  distinct  from  any  scatter  or  beam  hardening  induced  cupping 
artifacts,  i  ndi cati  ng  that  si  mpl e  scatter  correcti  on  al gorithms  present  i  n  some  systems  may  thus 
overestimate  the  scatter  correction.  Additionally,  the  results  also  showed  that  high-frequency 
information  (smaller  object  size)  was  more  preserved  in  incompletely  sampled  data,  implying 
that  resolution  recovery  is  also  dependent  on  the  frequency  components  of  an  object.  One 
caveat  to  note  about  the  object  frequency  dependence,  however,  is  that  there  may  still  be 
incorrect  information  transferred  from  out-of-plane  regions  into  any  plane  of  interest  due  to 
incomplete  sampling.  Thus,  interpreting  absolute  attenuation  coefficients  should  be  made 
cautiously  unless  the  system  has  more  complete  polar  sampling  as  well. 

Currently  in  our  prototype  dual-modality  dedicated  mammotomography  system,  the  CT 
component  has  a  stationary  tilt.  Results  indicate  that  having  the  cone-beam  flat  closer  to  the 
chestwall  (i.e.  negativeCT  system  tilt)  allows  for  more  complete  sampling  near  the  chest  wall, 
and  more  lesion-like  small  spherical  objects  can  be  clearly  seen  than  for  a  completely  sampled 
complex  3D  trajectory.  The  drawback  is  that  there  are  overlapping  structures  throughout 
the  volume,  geometric  distortion  and  incomplete  sampling  in  the  rest  of  the  reconstruction 
volume.  Clinically,  this  can  translate  to  decreased  contrast  and  size  estimation  of  a  lesion  in 
the  breast,  as  well  as  inaccurate  absolute  attenuation  coefficient  determination.  Regardless  of 
these  known  inaccuracies  due  to  insufficient  sampling  with  circular  cone-beam  acquisitions, 
CT  patient  images  have  shown  that  distortion  appears  to  be  nominal  with  high  resolution 
recovery.  H  owever,  for  more  di  storti  on-free  i  mages,  use  of  compl  ex  3D  traj  ectori  es  i  n  i  magi  ng 
procedures  having  more  complete  and  uniform  sampling  is  suggested.  Our  ongoing  goal  is 
to  develop  a  CT  sub-system  with  a  complex  3D  trajectory  capability  as  part  of  the  hybrid 
system  that  would  allow  for  more  complete  and  uniform  sampling  of  the  entire  image  volume, 
and  subsequently  lead  to  more  quantitative  CT  image  content  potentially  useful  in  tissue 
characterization.  A  large  number  of  complex  3D  acquisition  trajectories  are  possible  with 
the  completely  flexible  positioning  CT  system;  many  would  facilitate  better  sampling  and 
are  under  investigation  and  development  (Crotty  etal  2006).  The  volume  limitation  issue  of 
complex  sampling  may  be  ameliorated  by  lowering  the  object  farther  into  the  FOV,  provided 
it  is  possibleto  do  so  (Cutler  etal  2007,  Crotty  etal  2008). 
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